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Abstract
Recording a patient's vital signs without physical contact is a challenging research problem
with applications in medicine, search and rescue, and security. In order to study this
problem, an ultra wide band (UWB) pulse radar and a fixed-frequency amplitude based
radar were constructed and evaluated. The UWB radar was not reliable and did not produce
repeatable results, but the fixed-frequency radar successfully recorded heartbeat signatures
from twelve human subjects at a distance of 0.5 - 3 meters. The effects of several variables on
the results were analyzed. Two experiments conducted to determine the physiological source
of the radar amplitude modulations suggest that the modulation is from chest movement,
not electrically induced impedance changes.
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Chapter 1
Introduction
There are many ways to monitor different aspects of cardiac function such as the heart rate,
electrical activity, and mechanical function of the heart. These methods can be as simple
as taking a pulse by hand or as complex as a 3-D echocardiogram. While these and many
other techniques all provide useful diagnostic information, they almost all rely on some form
of direct contact with the patient. In a hospital setting this is often not an issue, but there
are many situations where being able to monitor a subject's cardiac activity from a distance
would be very useful. The research described in this thesis investigates a non-contacting
method of measuring cardiac function through the use of radar.
1.1 Motivation
There are many possible applications of non-contacting radar monitoring of cardiac function.
Three major areas of interest are: biomedical monitoring, search and rescue, and security [1].
Biomedical monitoring in a hospital or clinic can often be done with contacting equipment
such as an electrocardiogram (ECG); however, there are certain scenarios where continuous,
non-contacting methods would prove more beneficial. Critical care patients in hospitals are
often wakened every hour in order to collect vital signs data [2]. This constant interruption
of sleep hurts the patient by slowing recovery [3, 4]. Burn victims who have no skin to
safely attach ECG electrodes would also benefit from the use of a non-contacting heart rate
monitor [5, 6]. Remote monitoring could also be used as a warning system for sudden infant
death syndrome or sleep apnea [4, 7]. One of the original motivations for remote vital sign
monitoring was to develop a device for combat medics to assess casualties on the battlefield
before exposing the medics to harm [5].
One benefit of radar based monitoring systems is their ability to penetrate different
materials depending on the RF spectrum used. This makes radar based systems particularly
useful for any number of search and rescue type scenarios, including monitoring and locating
victims located under piles of rubble from a building collapse or under mounds of snow after
an avalanche [1]. Because radar based systems can often penetrate walls, there are many
applications for law enforcement and special operations including locating and monitoring
subjects in a hostage rescue situation [1, 8].
Finally, radar based monitoring systems have many security applications. Hidden radar
devices for intrusion detection in museums or in border control situations have been devel-
oped [7]. Other applications include detection of hidden humans at entry and exit points
and using biometrics collected by the radar for identification and access control [5, 9].
These and even more possible applications of remote vital sign monitoring using radar
make this topic a very interesting and exciting field of study. It is hoped that the results
obtained in this research will further the implementation of practical systems.
1.2 Thesis Goals and Overview
The purpose of this research is to investigate the use of radar for remotely sensing heart-
beats. One topic of particular interest is determining whether or not radar systems can
measure the electrical activity of the heart similar to an ECG. Data was collected using
two radar systems developed for these investigations. Several experiments were conducted
to determine whether radar can record cardiac electrical activity, and data was collected
on multiple human subjects in order to characterize the ability of the systems to remotely
sense heartbeats in general.
The results of the research are detailed in the following chapters beginning in chapter
2 with an overview of previous work in remote vital sign monitoring and its implications
for the research described in this thesis. Chapter 3 discusses relevant scientific principles
and chapter 4 describes the radar setups and the methods used to collect data from human
subjects. Finally, chapter 5 presents the results of all the experiments conducted, and
chapter 6 summarizes the conclusions and gives recommendations for further research.
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Chapter 2
Previous Work
Using radar to remotely sense vital signs is not a novel concept. Work in this area was begun
as early as the 1960s and is still an active area of research today. Previous work in this
field can be divided into two periods: work prior to 1993, which used mostly Doppler radar
systems, and work after 1993, when Lawrence Livermore National Laboratory published
results for their Micropower Impulse Radar, spawning interest in medical applications of
ultra-wide band radar.
2.1 1960 - 1993
Some of the first investigations for using microwave radiation to measure physiological
changes were begun in the late 1950s with the work of Y.E. Moskalenko [10]. He demon-
strated the use of microwaves to measure volume changes in different biological materials
[11, 12]. In 1972, Johnson and Guy recorded volume changes of the heart by measuring
changes in the transmission loss of 915 MHz radiation as it traveled through the human
chest [13]. Other early remote sensing systems, of which little is known, are described in
[14] and [15]. All of these systems provided a basis for further research in remote monitoring
of vital signs.
Most of these systems measured transmission changes of the microwave signal as it
passed through the thorax. Radar, however, measures the reflections returned from the
objects it encounters. One of the first times radar was used for remote vital signs monitoring
was in 1975 by Prof. James Lin of Wayne State University. He constructed a radar system
Fiue21 xeital etuo reprtr(singsses in95[6
ozttti b e ran v
in amplitude was detected by the receiver, providing accurate plots of respiration from 30
cmn away [16]. A diagram of the setup from the original paper is shown in Figure 2-1.
After Lin's research was published, interest in remote monitoring of vital signs grew, and
many more groups began their own invest igations. Most microwave remote sensing systems
began using Doppler based radar to pick up phase shifts, instead of amplitude changes,
caused by moving tissues such as the chest wall, since phase shifts give a better signal-
to-noise ratio than amplitude based cianges [17]. A variety of theoretical and prototype
applications of this technology were developed.
One of the more prolific of the early contributors to microwave remote sensing was
a group from Georgia Tech Research Institute. They developed a system using Doppler
radar called the Remote Vital Signs Monitor (RVSM) [18]. This system went through
several iterations and was modified for many different applications. The first RVSM system
was sponsored by the Department of Defense in the mid 1980's and designed to monitor
wounded soldiers on the battlefield to determine which had vital signs and which did not.
The system recorded the vital signs of targets up to 100 meters away; however, noise caused
by moving grass and leaves severely affected performance at such a distance [5]. This system
was patented in 1990 [19]. Another interesting application of RVSM was monitoring the
heartbeats of competitors in the riflery competition in the 1996 Olympic Games in order
to show TV audiences how competitors timed their shots to their heartbeats. The system
was prototyped and worked well, but a lack of TV coverage for riflery prevented the system
from being used in the actual Olympics [5].
The RVSM system has demonstrated many possible applications of remote vital sign
sensing using Doppler based radar and is still an active area of research today [5, 9, 18]. A
more detailed history and a list of notable publications can be found in Lin's 1992 review
of the field [10].
2.2 1993 - Present
In 1993 a new electromagnetic technology for remote sensing was reported by Lawrence
Livermore National Laboratories [20]. The new system was called Micropower Impulse
Radar (MIR) and arose out of work on a high-speed digitizer being developed for the Nova
laser. Thomas McEwan realized that this system could also be adapted as a radar and
tested it in a wide range of applications [7].
One of these applications was the remote sensing of vital signs [7]. The MIR system
developed for vital signs sensing was very different from that of the Doppler systems de-
scribed earlier. Instead of using continuous-wave microwaves to sense Doppler shifts, MIR
sent out brief pulses of electromagnetic energy. Two parameters were measured in the re-
flected pulses. The first was the time-of-flight as the pulse traveled from the transmitter,
reflected off the target, and traveled back to the radar's receiver. The second measured
parameter was the amount of energy contained in the reflected pulse. Both of these pa-
rameters were modulated by respiration and heart rate from chest and heart wall motion
and by reflectance changes as the heart filled with blood [4, 7]. This technique presents
several advantages to a continuous-wave approach, and is described in more detail in the
next chapter.
The MIR work by Lawrence Livermore was described in several patents awarded to
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Figure 2-2: Experimental setup of MIR remote sensing system in patent awarded to
McEwan in 1996 [21]
McEwan in 1994 and 1996 [21, 22, 23, 24]. The system diagram from McEwan's original
patent is shown in Figure 2-2. Later, the US Patent Office changed several major claims of
McEwan's patent to "anticipated", since they determined that these claim were previously
made in Larry Fullerton's 1987 patent [20]. This dispute, and other claims of mishandling
the technology transfer of MIR, made its way into a 1999 report to the Committee on Science
of the U.S. House of Representatives [25]. Regardless, the work of McEwan and Fullerton
generated substantial interest in using ultra-wideband (UWB) radar, a more general term
for MIR, in remote-sensing applications. In 2002 the FCC authorized certain regions of the
RF spectrum for use by low-power UWB systems, fueling even more interest in designing
UWB systems for remote monitoring that fit the FCC criteria [26]. Many groups worldwide
have conducted research in this area; a partial listing of notable publications is provided
here [1, 4, 8, 20, 26, 27, 28].
A recent application of continuous wave radar to vital sign sensing is the work of William
R. McGrath of the Jet Propulsion Laboratory in 2005-2006. His setup uses an 18 GHz
microwave transmitter, but instead of sensing the Doppler shift caused by his targets,
McGrath looks at the amplitude changes. McGrath believes that this allows him to sense
impedance changes in the human chest. In fact, McGrath claims that the electrical waves
which control the heartbeat (such as those measured by an ECG) cause impedance changes
that his setup measures, basically making his setup a remote ECG-like device (Private
communication from W. R. McGrath, Jet Propulsion Laboratory, California Institute of
Technology). A significant portion of the research for this thesis was focused on verifying
McGrath's claims by replicating his experimental setup.
2.3 Scope of Current Research
There are many current research initiatives related to the work described above, and much
more must be done before this technology will be widely accepted for practical use. This
thesis project has three primary goals. The first goal, inspired by the work of McGrath, is
to evaluate the ability of an amplitude modulated radar system to measure cardiac activity.
As mentioned in section 2.1, most of the research regarding remote sensing with continuous
wave radar systems was focused on Doppler modulated radar systems.
A second goal of this research is to evaluate the effectiveness of a UWB radar system
for measuring cardiac activity in contrast to a radar operating at a fixed-frequency such
as the RVSM Doppler radar or the McGrath amplitude radar described earlier. Instead of
incorporating signal averaging and parameter measurement in hardware, the UWB system
developed for this research uses a high-speed oscilloscope to capture the raw return pulses
in order to give the greatest flexibility for signal processing.
Finally, another goal of this research is to determine if cardiac activity recorded by the
fixed-frequency or UWB radars is the result of movement (of the chest and/or heart wall)
or if it can be attributed to electrical phenomenon as described by McGrath.
The following chapter describes some of the theoretical foundations of the remote sensing
techniques used for this research.
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Chapter 3
Theoretical Background
This chapter gives an overview of some of the theoretical principles that underlie this re-
search. First an overview of radar principles will be given, followed by an explanation of
the two kinds of radar that were evaluated. Finally, it will be shown how radar can measure
different biological effects caused by the heartbeat.
3.1 Radar
Radar is a method of remote sensing and detection that has been in use for many decades.
Essentially, radar transmits electromagnetic energy and measures changes in the amplitude,
phase, timing, and/or polarization of the returning electromagnetic energy in order to gather
information about the object(s) off which the electromagnetic energy is reflected. The
parameters we are interested in measuring are the amplitude, phase, and pulse arrival
times of the radar.
3.1.1 Amplitude Changes
The amount of power received by radar is determined by a number of factors. These include
the gain of the receive and transmit antennas, the path-loss of the electromagnetic wave,
the impedance difference between the target and the medium in which the wave travels,
and the radar cross section of the target [291. The radar cross section of the chest is a very
difficult parameter to accurately compute, but this is not a major concern since the purpose
of the radars used for this research is to measure changes in these parameters instead of
accurate numerical values. The gain of the antennas is measured and calibrated by the
manufacturer. The other parameters can be computed with the following equations.
The amount of power reflected by an object with impedance Z 2 from a wave traveling
in a medium with impedance Zi is determined by the equation:
Fref. _ ZI - Z2(3.1)
finc. ZI + Z2
where Fref. is the power reflected and ic. is the incident power [28]. The impedance of an
object can be determined from its relative permittivity Er according to the equation [28]:
Z = (3.2)
E0Er
where po is the permeability of a vacuum and Eo is the permittivity of free space. The
amount of power received by the radar is also affected by the path-loss of the electromagnetic
wave as it travels through air. This is determined by the equation:
Path Loss (4df= ) (3.3)
where d is the distance in meters, f is the frequency, and c is the speed of light [30]. By
combining the gain of the antennas, the reflectance of the target, and the path loss from the
antennas to the target, a good estimate of the maximum received power can be obtained.
3.1.2 Phase Changes
When an electromagnetic wave reflects off of a moving object, the frequency of the electro-
magnetic wave is modulated. This is commonly called the Doppler effect and is the core
principle underlying technologies such as police radar guns. The phase of the returning
radar wave is determined by the following equation:
S= 4rd (3.4)A
where d is the distance to the target and A is the wavelength of the radar wave [31, 32].
The change in phase AO caused by a change in position Ad is thus given by:
AO =47,Ad (3.5)
By integrating equation 3.4 with respect to time, the change in phase can be related to
frequency with the following equation:
fd(t) - 2fv(t) (3.6)c
where fd(t) is the Doppler modulated frequency of the returning wave, f is the frequency
of the transmitted wave, v(t) is the velocity of the moving object, and c is the speed of light
[33, 34]. Using these equations, the change in position of an object such as the chest wall
can be accurately measured.
3.1.3 Time Difference of Arrival
It takes a finite amount of time for an electromagnetic wave to travel from a transmitter to
a target and back again. By measuring the time of flight of the wave the distance to the
target can be calculated using the following equation:
t = (3.7)
C
where t is the time of flight, d is the distance to the target, and c is the speed of light.
This equation can be used to measure the change in position of a target just like the phase
change equation does, but it also provides an accurate calculation of the overall distance to
the target whereas the phase equation cannot since it repeats every 27.
3.1.4 Types of Radar - UWB versus Fixed-Frequency
Two different kinds of radars were constructed for this thesis work. The first type emits
very narrow electromagnetic pulses while the second emits a continuous signal of a fixed
frequency. The first system is called ultra-wideband (UWB) radar for reasons that will
be discussed below. The second system is similar to more traditional radar and will be
Narrowband System
E
< V V Time
Bandwidth ~ 30 kHz
Ultra-wideband System
Time
Bandwidth = several GHz
Frequency Frequency
Figure 3-1: Differences between fixed-frequency and UWB signals in time and frequency
domains [4]
referred to as the fixed-frequency radar in this thesis. While a detailed description of the
physical implementation of these systems will be given in the next chapter, this section
serves as a brief introduction to the theory, motivations, and trade-offs involved with these
two systems.
Both the UWB and fixed-frequency radars emit an electromagnetic signal that is re-
flected off the chest of the human subject. However, these signals are very different from
each other. As its name implies, the fixed-frequency radar emits a signal with a constant
frequency. The UWB radar, on the other hand, emits very brief pulses 60 to several hundred
picoseconds wide and 10 V in amplitude. These pulses have a high peak power, but because
they are so brief and are sent with relatively long delays between each pulse, the average
power is fairly low. These very narrow pulses in time yield a very wide bandwidth in the
frequency spectrum. The differences between these two signals in the time and frequency
domains are illustrated in Figure 3-1.
A pulsed UWB signal has a number of advantages for use in radar. The brief pulses in
time allow the receiver to discriminate pulses reflected by the target from pulses reflected
by other objects in cluttered environments. The broad spectrum distributes the power so
that the power level at any given frequency is very low. This allows a UWB system to
operate in the presence of fixed-frequency systems without causing them interference. Most
importantly, the wide bandwidth of UWB allows it to penetrate a wide range of materials.
Different materials transmit, absorb, or reflect electromagnetic signals differently depending
on the frequency content of the signal. By covering such a wide frequency spectrum, UWB
signals are able to penetrate a greater range of materials than a fixed-frequency signal.
The biomedical advantage of this property is to allow a UWB signal to penetrate tissues
deeper in the body, such as the heart wall, and thereby provide more diagnostic information
[4, 7, 281.
While UWB radar has many advantages over fixed-frequency radar, there are some
drawbacks. Fixed-frequency radar uses simpler components and is straightforward to pro-
cess, while UWB radar requires more complex hardware in order to process the received
signals. Also, since the fixed-frequency radar is continuous, it is possible to obtain higher
signal-to-noise ratios for the amplitude of the returning signal since there is a much longer
time window to collect the returned power relative to the brief spike of power in a UWB
signal.
3.2 Heartbeats and Effects Observable with Radar
The human heart is a complex organ that requires precise timing of electrical and mechanical
activity in order to provide constant blood flow to the human body. Because of its vital role
in sustaining life, numerous methods for measuring its electrical and mechanical functions
have been devised over the years. In order to understand them in greater detail a brief
physiological examination of the heart is given.
3.2.1 Heartbeat
The heart consists of the left heart and the right heart. Each half consists of a small atrium
and a large ventricle with a one-way valve connecting them to prevent the blood from
flowing backwards. The right heart collects blood from the rest of the body in the atrium,
and when full, the atrium contracts and forces blood into the larger right ventricle. The
right ventricle then fills with blood and contracts, forcing the blood to the lungs where it is
oxygenated and returned to the left heart, filling the left atrium with blood. Just like the
right heart, the left atrium contracts when full, forcing blood into the left ventricle which
Figure 3-2: Diagram of heart [36]
then fills and contracts, forcing blood to the entire body [35].
This sequence of contractions is controlled by electrical impulses delivered by nerves
from a set of cardiac cells called the SA node. The SA node has a special ability which
allows it to fire electrical impulses automatically, making it the "pacemaker" of the heart.
The impulses from the SA node are delivered to the muscles of the different heart chambers
in a very precise and coordinated fashion. Measuring this electrical activity of the heart
is the purpose of the electrocardiogram (ECG). By attaching electrodes to the skin of a
subject, it is possible to measure these electrical signals in order to diagnose the heart's
condition [35].
A contacting ECG was used in this thesis as a "true" measure of cardiac activity, so it is
important to know the basics of the physiology behind the ECG. A normal ECG waveform,
such as the one illustrated in Figure 3-3, consists of several characteristic features identified
by the letters PQRST. At the beginning of a heartbeat, the nerves of the atrium depolarize
at the SA node. This starts a wave of depolarization that sweeps down to another node called
the AV node located at the bottom of the atrium and the top of the ventricles. This wave of
Figure 3-3: Normal ECG waveform with notable signatures labeled [37]
electrical activity causes the atrium to contract and is what forms the P wave in the ECG.
The electrical activity is delayed at the AV node, giving time for the atrium to contract,
and during this period there is no measurable electrical activity at the surface. After the
delay, the electrical activity starts from the AV node and sweeps across the ventricles, first
right to left, and then downwards, forming the QRS complex above. After that the cardiac
nerve cells are fully depolarized and there is a delay with no electrical activity. The nerve
cells of the ventricles then repolarize, forming the T wave in the ECG [35].
While the ECG provides a wealth of diagnostic information thanks to decades of thor-
ough research in the subject, there are other ways to measure cardiac activity. These all
focus on measuring the mechanical activity of the heart as the atrium and ventricles con-
tract and the valves open and close. Using an iconic stethoscope or a microphone, the
sounds of the moving heart can be recorded and analyzed. A ballistocardiogram measures
the amount of force with which the heart forces blood out of the ventricles [31], and an
apexcardiogram measures the movement of the chest wall [38, 39]. While none of these
measurement techniques were used in this research, they are mentioned here because they
have some similarities to the radar results obtained in this thesis.
3.2.2 Observable Effects of the Heartbeat with Radar
The heartbeat involves significant physical movement of both the heart itself and the chest
wall, and these heartbeat movements can be recorded by radar. A general idea of how
the heartbeat will modulate the radar signal can be obtained by using the equations listed
earlier.
Using equation 3.1 gives us an idea of how much power will be reflected off the chest by
an incident radar signal. In this case, the waves are traveling through free space, and the
impedance of free space Zi is defined as:
1- 376.73 Q (3.8)
where the permeability of free space is so = 47 x 10- H and the permittivity of free spacem
is Eo = 8.8542 x 10-12 F [28]. In order to find the impedance Z 2 of the human chest we
use the equation:
Z2 - - 59.57 Q (3.9)
V6062
where the permittivity of skin at the air/chest interface is 62 = 40 at 1 GHz [28, 40].
Substituting Z1 and Z2 into equation 3.1 gives:
Fref. - 0.7269 = -1.39 dB (3.10)
Finc.
so 72.69% of the incident power will be reflected from the chest at 1 GHz. This percentage
is the number most often used and referenced in current literature. However, the radar
setups that will be described operate up to 18 GHz. At that frequency, the permittivity of
skin becomes E2 = 20 [40]. Substituting that number into equations 3.2 and 3.1 gives:
Z2 = 82.24 Q - ref. = 0.6345 = -1.98 dB (3.11)
Finc.
so 63.45% of the incident power will be reflected from the chest at 18 GHz.
If the distance to the subject is 1 meter (d = 1) and the frequency is 18 GHz (f
18 x 109) equation 3.3 gives:
47df 2Path Loss = (4 ) -568,489.21 = 57.55 dB (3.12)
According to the documentation provided by the manufacturer, the gain of the horn anten-
nas at 18 GHz is approximately 13 dB. Using this information we can estimate the total
transmitter to receiver path loss:
Total Path Loss gain of transmitter antenna - path loss to subject +
+ ref lection coef f icient - path loss f rom subject +
+ gain of receiver antenna (3.13)
13 dB - 57.55 dB - 1.98 dB - 57.55 dB + 13 dB
= -91.08 dB
The only parameter not included in this estimate is the radar cross section of the human
chest, but since the path loss is the greatest factor determining the amplitude of the received
signal, the above equation provides a reasonable estimate of the total path loss. However,
the radar cross section of the chest changes slightly as the chest moves due to the beating
heart. It is difficult to quantitatively predict what the change in radar cross section will
be, since small changes in the orientation of the chest can produce significant changes in
the radar cross section. Regardless, given a reasonably sensitive receiver, the changes in
radar cross section caused by the beating heart always produce a detectable change in the
amplitude of the received signal. Therefore, while it is hard to predict the numerical values
of the returning radar amplitude, the heartbeats can be detected by measuring the changes
of the amplitude over time.
William McGrath of Jet Propulsion Laboratory believes there is a second observable
modulation to the amplitude. According to McGrath, as the cardiac nerve cells fire there
is a change in the ion concentration of the extracellular fluid. This induces a change in the
impedance of the extracellular fluid, changing the reflection coefficient calculated in equa-
tion 3.1. Therefore, McGrath believes that the amplitude changes in the returning radar
signal contain a small component that is directly related to a traditional ECG measure-
ment (Private communication from W. R. McGrath, Jet Propulsion Laboratory, California
Institute of Technology). One goal of the current research is to investigate this claim that
the radar can record electrophysiological phenomena such as the ECG.
The movement of the chest wall with each heartbeat varies from subject to subject, but
is in the range of 0.01 - 0.3 mm [32, 41, 42]. Using equation 3.5 we can predict the change
in phase produced by a movement change of AO = 0.01 - 0.3 mm:
AO = = 0.430 - 12.960 (3.14)A
While 0.430 may be hard to detect, degree changes on the order of 12.96' are easily de-
tectable.
Finally, chest movement also changes the arrival time of radar pulses. The change in
arrival time At for chest movements Ad ranging from 0.01 -0.3 mm can be calculated using
equation 3.7:
2AdAt - = 66.67 fs - 2 ps (3.15)
c
The hardware used in this thesis can only detect time changes on the order of twenty
picoseconds, so the radar cannot record heartbeats by measuring changes in the arrival
time of the radar pulses. However, the UWB radar can still sense heartbeats by measuring
the change in amplitude.
As described above, chest movements induced by heartbeats can be measured by radar.
The next section focuses on the radar systems that were constructed to sense these heart-
beats and details how they were constructed.
Chapter 4
Methods
This chapter will detail the physical construction of the radar systems, the signal processing
used in each, and the methods that were used to collect data from human subjects. The
chapter is divided into five sections: a description of the hardware and signal processing
used in each of two radar systems; descriptions of extra testing devices that were used;
descriptions of the experiments conducted to determine the radar modulation's source, and
finally the test protocol.
4.1 Ultra-Wideband Radar System
When planning the UWB radar system it was decided to focus on the signal processing
aspects of the project instead of spending time developing complex, custom hardware. As
a result, the UWB radar system was constructed using off the shelf components and test
equipment. As described before, UWB radar consists of a transmitter that emits very sharp,
short pulses of electromagnetic energy, and a receiver that processes these signals.
There are two main types of processing strategies. The first strategy opens a receive
gate for a narrow window of time after each pulse is sent and averages the power received
in that time window over numerous pulse repetitions. By calibrating the receive gate to
open exactly when the pulse energy returns from the chest or heart wall, movements of
these walls can be detected as changing average power levels. The second, less common
processing strategy measures the changes in the time-of-arrival of the returning pulse. Both
of these methods use custom electronic circuits to transmit and receive the UWB pulses.
In this thesis, both strategies were implemented by changing the signal processing used on
the received data. However, only results from the first strategy proved useful.
4.1.1 UWB Radar Hardware
The UWB radar system was constructed using a pulse generator (Picosecond Pulse Labs
model 10,060A) for the transmitter, a high speed oscilloscope (Tektronix Digital Phosphor
Oscilloscope (DPO) 72004) for the receiver, and two ETS-Lindgren 3115 broadband horn
antennas. This approach provided a large degree of flexibility and avoided time wasted
developing and debugging electronic hardware.
The pulse generator has adjustable pulse width, amplitude, and repetition rate, and
is capable of producing pulses with rise times as fast as 55 ps, pulse widths as short as
100 ps, and amplitudes of 10 V. In order to capture pulse widths as narrow as 100 ps, we
required an oscilloscope with a very high sample rate. Also, by definition, a UWB radar
pulse has a large bandwidth, so the analog bandwidth of the oscilloscope also needed to
be very wide. In theory, a pulse with a rise time of 55 ps has frequency content up to 18
GHz. Finally, the oscilloscope needed the capability to capture very short windows of time
with comparatively long down time between windows over an extended period of time (4-10
seconds). The DPO 72004 met these requirements with a sample rate of 50 billion samples
per second and an analog bandwidth of 20 GHz. It also had a capability called FastFrames
that allowed it to capture multiple, short time windows as described above.
A diagram of the UWB radar system is shown in Figure 4-1. The UWB pulse generated
by the pulse generator was fed into a broadband horn antenna. This antenna is designed to
operate at frequencies from 0.75 - 18 GHz and provides 10-16 dB of gain. After the pulses
are reflected off the chest of the human subject, they were received by a second, identical
horn antenna connected directly to an oscilloscope. The oscilloscope also received a trigger
signal from the pulse generator every time the pulse generator sent a pulse. This trigger
gave the oscilloscope a reliable reference for opening the receive window, and allowed the
oscilloscope to compare the transit time of multiple pulses sent by the pulse generator to
the oscilloscope. This strategy allowed both processing strategies described earlier to be
implemented. The average power level within the receive window as well as the change in
transit time of the pulse can be calculated in the signal processing stage.
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Figure 4-1: Hardware for UWB Radar
Finally, high quality coaxial cables were used to connect the pulse generator and os-
cilloscope to the horn antennas. At first, general purpose coaxial cable was used, but
it eventually became clear that the high frequency components of the pulses were being
severely attenuated. The cable was replaced with Gore Phaseflex coaxial cable rated up to
18 GHz and the high frequency components of the pulse were preserved.
4.1.2 Safety Considerations
Before testing with human subjects it was necessary to ensure that the radar system was
safe for this use. While a number of RF safety standards exist, one of the most widely
used standards is the IEEE C95.1 [43]. This standard gives maximum permissible exposure
(MPE) power levels for frequencies ranging from 3 kHz to 300 GHz. The lowest MPE power
level is 0.2 mW/cm 2 for frequencies from 100-300 MHz. At higher frequencies the MPE
power level is higher, up to 10 mW/cm 2
The spectrum of the UWB pulse is very broad, theoretically reaching all the way to 18
GHz. This makes it hard to analyze using the template in the C95.1 standard since its spec-
trum covers several frequency bands that have different MPE power levels. A conservative
approach is to limit the total power per cm 2 of the UWB pulse radiated by the antenna to
be less than the lowest MPE power level of 0.2 mW/cm 2.
The pulse generator has a maximum output of 10 V. The coaxial cable and antenna are
matched at 50Q, so the instantaneous peak power of the pulse generator is:
V2
Peak Power = = 2 W (4.1)R
To find the average power we consider the pulse width and pulse repetition rate. The
maximum ratings of the pulse generator are a 10 ns pulse width and a repetition rate of
100 KHz. This gives an average power of:
Average Power = Peak Power x pulse width x pulse rate = 2 mW (4.2)
This is the total average power that enters the transmit antenna. The transmit antenna
then spreads this power over a wide area depending on its geometry. The horn antenna has
a maximum possible gain of 17 dB and is 15 cm deep. The antenna gain is defined as:
. Power Boresight (4.3)Antenna Gaiu = 43Power Isotropic
To estimate the power delivered to a subject standing right next to the horn antenna
(worst case scenario) we multiply the isotropic power by the antenna gain. Even though
the user would be in the near field of the antenna and equation 4.3 is valid only for the far
field, this approach is conservative because the power in the near field can only be less than
the power calculation using far field equations [44]. Using far field equations, the isotropic
power delivered 15 cm away by the antenna with an average input power of 2 nW is:
Power 2
Isotropic Power - 2 = 4152 mW/cm 2 = 0.707 pW/cm 2  (4.4)47rr 47r15
Multiplying the isotropic power by the gain of the antenna gives us the incident power on
the subject:
Incident Power = 0.707 piW/cm 2 x 1017 dB/10 = 35.43 piW/cm 2  (4.5)
This is well below the conservative MPE power level of 0.2 mW/cm 2 established above,
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Figure 4-2: UWB Radar System
making the UWB radar system safe for human subject testing.
4.1.3 UWB Radar Signal Processing
This section details each stage of the UWB radar, describing the purpose and associated
processing with example waveforms. A diagram illustrating the overall system is shown in
Figure 4-2.
The first step is generating the UWB pulse with the pulse generator. The three settings
that control the UWB pulse are the pulse amplitude, pulse repetition rate, and pulse width.
The pulse amplitude was chosen to be the maximum possible 10 V in order to improve
the signal-to-noise ratio of the returning UWB pulse. The repetition rate was set to 4000
pulses per second. This was established by trial and error, and represents a compromise
that provides sufficient time resolution while also permitting the averaging of many pulses
without creating unmanageably large data files.
The pulse width parameter was difficult to choose. A major consideration when choosing
the pulse width is the amount of ringing in the signal caused by the extremely sharp step
hitting the antenna. Pulse widths greater than a 1-2 ns are wide enough that the ringing
caused by the rising edge does not significantly overlap with the ringing caused by the
falling edge. However, in order to capture the return from the entire pulse, the window
length of the scope must be several nanoseconds long, producing undesirably large file sizes.
For pulse widths from 200 ps to 2 ns wide, the ringing caused by the rising and falling edges
overlaps and confuses the returns. Very short pulse widths less than 200 ps do not have
significant destructive effects from the ringing since the rising and falling edges are so close
in time that the ringing caused by one edge is indistinguishable from the ringing caused by
the other, thereby merging into one coherent waveform. Short pulse widths also have the
advantage of requiring short record windows, and so for these reasons, pulse widths of 60 ps
wide were used, as illustrated in Figures 4-3 and 4-4.
As can be seen in Figure 4-3, the "60 ps" pulse is not truly 60 ps wide but has a full
width, half maximum of 140 ps. This is because the rise time of the pulse generator alone
is 55 ps, so in order to rise and fall it should take at least 110 ps. However, decreasing the
pulse width below 110 ps still seems to slightly decrease the pulse width at the sacrifice of
some amplitude. Also, note the amplitude of the pulse in Figure 4-3 is only 0.5 V since a
10 V pulse could damage the oscilloscope. The spectrum of the pulse reveals that the power
is mainly concentrated from 0-3 GHz. However, power can be detected all the way up to
10 GHz.
When the pulse reaches the transmit antenna, significant ringing occurs due to the sharp
step hitting a resonant device. This pulse is broadcast by the transmit antenna and then
received by the second antenna and sampled by the oscilloscope. The received signal is also
affected by antenna cross talk and reflections off of other nearby objects in the environment,
but since these components do not change over time, they can be removed from the signal
as described later in this section.
Figures 4-5 and 4-6 are plots of a pulse transmitted directly, line-of-sight to the receive
antenna. Figure 4-5 shows the ringing caused by the antenna. Figure 4-6 shows that the
spectrum of the received signal has the low frequency components removed. This is expected
since the horn antenna significantly attenuates signals below 750 MHz. Between 750 MHz
and 6 GHz the spectrum of the received signal is attenuated roughly 20 dB more than
the same range in the spectrum of the transmitted signal. Above 6 GHz the shape of the
spectrum is largely unchanged.
The oscilloscope uses the FastFrames capability to receive each pulse but ignore the
dead time in between pulses. FastFrames works by segmenting the buffer into many small
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Figure 4-3: Waveform A - 60 ps pulse from pulse generator
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Figure 4-5: Waveform B - Received pulse transmitted line of sight
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Figure 4-6: Waveform B - Frequency spectrum of received pulse transmitted line of sight
windows. Each time a trigger is received, the oscilloscope delays for several nanoseconds
to allow time for the pulse to travel from the transmit antenna, reflect off the subject, and
return to the receive antenna. This value is calibrated by the operator depending on the
position of the subject, but for subjects 0.5 m away values around 9 ns were used and
then fine tuned so that the start of the pulse occurred within the first 1 ns of the receive
window. After the delay, the oscilloscope records for 10 ns at 50 Gsamples/s, puts the data
in the FastFrame window, and waits for the next trigger. After receiving all the pulses,
the operator saves the waveform as a Tektronix .wfm file that can be read into Matlab for
additional processing. The FastFrames capability proves to be an effective way to replicate
the "receive gate" mentioned earlier, and allows record times up to 10 seconds by not storing
the signal received between pulses.
The received signal is corrupted by antenna cross talk, but since cross talk doesn't
change over time it is possible to reduce this cross-talk by subtraction. Before testing a
human subject, we record the UWB radar returns from the empty room for one second. The
antennas are positioned as in Figure 4-2, but point to an empty chair instead of a human
subject. This recording is conducted each time the antennas are configured or a large object
in the testing area is moved. The one second recording contains 4000 pulse returns, and
these are averaged to give a signal representing the time-invariant antenna cross-talk and
reflections from nearby objects. An example of empty room data is shown in Figure 4-7.
Because the received pulse is often very noisy, the first step when collecting data from
a human subject is to average 10 consecutive pulses in order to improve the signal-to-noise
ratio. The results of this averaging are illustrated in Figure 4-8. While the averaging
produces a fairly clean signal compared to a single pulse, the pulse reflected from the chest
is corrupted by the antenna cross-talk. In order to remove some of the antenna cross-talk
contained in the signal, the average empty room pulse return is subtracted from the human
subject pulse returns. The result of the subtraction is shown in Figure 4-9.
The next step is to extract the heartbeat from this intermediate signal. The transmitted
pulses are modulated in their amplitude and in the timing of their return according to the
equations in chapter 3.
Preliminary results confirmed that the timing of the returning pulses varied too little to
extract the time-of-arrival information, so we focused on the amplitude modulation of the
[D] Average of pulse returns from empty room
5
Time (ns)
Figure 4-7: Waveform D - Average of pulse returns from empty room
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Figure 4-8: Waveform C - Average of 10 received pulses reflected off of human subject
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Figure 4-9: Waveform E - Subtraction of empty room pulses from a human subject pulse
return
returning pulse. A simple technique that works fairly well is to take the root mean squared
(RMS) value of the data points in the pulse window. This gives a single RMS value for each
set of averaged pulse returns. A plot of the RMS values is shown in Figure 4-10.
These RMS values were then filtered with either a 10 Hz or 3 Hz FIR low pass filter.
This eliminated the high frequency noise and revealed the low frequency components from
the heartbeat. The effects of the 3 Hz low pass filter are shown in Figure 4-11. While it is
not very clear, the amplitude modulation from the heartbeat can be seen as large bumps
in the signal.
There are many different avenues for further work and improvements to the UWB radar
system; these will be discussed in chapter 6. However, due to the unreliable and noisy
returns from the system and the much better results obtained with the fixed frequency
radar, we decided to focus the current project primarily on the fixed-frequency radar system
detailed in the next section.
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Figure 4-10: Waveform F - RMS values of averaged pulse returns
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Figure 4-12: Fixed frequency radar setup by McGrath
4.2 Fixed Frequency Radar Setup
The motivation for a fixed frequency radar setup came from an unpublished manuscript
by William R. McGrath of Jet Propulsion Laboratory (JPL). As discussed previously, Mc-
Grath described a system that could be used to sense ECG-like signals remotely using fixed
frequency radar. In an effort to replicate McGrath's results, a fixed frequency radar was
constructed similar to the one he described. An illustration of the radar from his manuscript
is shown in Figure 4-12.
The radar constructed by McGrath illuminated the subject with an 18 GHz, 0 dBm
signal. The return signal was received with the same antenna, amplified, and mixed with
8.5 GHz. A bandpass filter selected the second harmonic (1 GHz) from the output of the
mixer and the signal was then amplified before being fed to a diode detector. The output of
the diode detector was proportional to the power of the 1 GHz input signal. In summary,
McGrath's radar emits 18 GHz radiation and measures the amount of power that comes
back. Our fixed frequency radar was constructed to perform the same function.
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4.2.1 Fixed Frequency Hardware
Similar to the UWB radar, our version of the fixed frequency radar was constructed using
test equipment to avoid spending time developing a radar system with custom hardware.
The radar hardware needed to accomplish three main functions: 1) transmit an 18 GHz
signal, 2) receive the reflected signal and mix it down to a more usable frequency, and 3)
measure parameters of the resulting signal, such as amplitude, in order to extract informa-
tion about the heartbeat of the human subject. In our fixed frequency radar these three
functions are performed by three separate pieces of test equipment.
The 18 GHz signal is generated by an Agilent 8673G 2-26 GHz Synthesized Signal
Generator. This piece of equipment is simply set to generate 18 GHz with a power output
of 0 dBm. It is connected to one of the same broadband horn antennas used in the UWB
radar system: an ETS-Lindgren 3115 rated for frequencies from 0.75 - 18 GHz. At 18
GHz the horn antenna has a gain of 13 dB and a half power beamwidth of 100. The horn
antennas are connected with Gore Phaseflex coaxial cable rated up to 18 GHz.
The return signal is received by a second, identical horn antenna connected to the input
of an Agilent 8566B 100 Hz - 22 GHz Spectrum Analyzer. The spectrum analyzer performs
the second function of the system: mixing the reflected 18 GHz signal down to a more usable
frequency. A spectrum analyzer usually mixes (multiplies) its input with a local oscillator
(LO) that slowly sweeps its frequency across a set range. This mixing produces an output
whose frequency is the input frequency minus the LO frequency. This process of mixing
an input signal to produce a lower frequency output signal is called down mixing or down
converting. There are also many harmonics of the input and LO signals in the output, so
a bandpass filter is used to isolate the exact desired harmonic. The output power of the
bandpass filter is measured, and since the center frequency of the filter and the current
frequency of the local oscillator are known, it is possible to calculate the frequency of the
input signal at which the observed power level occurs. By sweeping the local oscillator
frequency, a picture of the input signal's power spectrum is obtained. For signal quality
issues, this Agilent spectrum analyzer actually downmixes the input signal twice, but the
principle is the same.
The diagram of the spectrum analyzer in Figure 4-13 is simplified for clarity and a more
accurate representation of the 18 GHz signal chain inside the spectrum analyzer is shown
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Figure 4-13: Fixed Frequency Radar System
in Figure 4-14. This diagram was redrawn from the Agilent 8566B repair manual as best
as the poor quality of the document allowed. There are two main differences between the
two figures. The first is the mixing strategy of the first converter. Instead of a traditional
three-port mixer, the first mixer couples the local oscillator frequency into the same line as
the intermediate frequency. By placing a bandpass filter at the end of this line, the 321.4
MHz intermediate frequency can still be isolated from the local oscillator frequency and
the rest of the harmonics. While this first mixer uses a different topology than normal, the
function is identical to that of a standard three-port mixer.
The second difference is the added amplification and attenuation stages after the second
mixer. The 21.4 MHz preamplifier filters out the harmonics from the output and amplifies
the signal. The purpose of the stages following the preamplifier is to offset the frequency de-
pendent attenuation differences of the first hardware components in the spectrum analyzer's
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Figure 4-14: More accurate representation of 18 GHz signal chain inside the 8566B
spectrum analyzer
signal chain. While the inside of the spectrum analyzer is fairly complex, its functionality
is well represented by the two-stage down conversion in Figure 4-13.
Instead of using the spectrum analyzer to obtain the power levels of the input signal
at a range of frequencies, we are only interested in the power level of the input signal at a
particular frequency - 18 GHz. We can use the spectrum analyzer to measure this by setting
the center frequency to 18 GHz and the frequency span to 0 Hz. This effectively turns the
spectrum analyzer into a giant, two stage down converter. The spectrum analyzer first
converts the input signal from 18 GHz down to 321.4 MHz, and then a second mixing stage
converts the 321.4 MHz signal down to 21.4 MHz, called the intermediate frequency (IF).
The spectrum analyzer measures the power of the IF and plots the value on the display.
Usually the display sweeps from left to right along with the sweeping LO frequency, plotting
the power as a function of frequency. In our case the frequency span is zero, but the display
still slowly sweeps from left to right, effectively plotting the power of 18 GHz as a function
of time.
While the display of the spectrum analyzer produces the desired output, the analog
equipment does not provide a means to record the final signal for further processing. How-
ever, the spectrum analyzer produces an output signal consisting of the 21.4 MHz IF signal.
By recording the IF output of the spectrum analyzer with the Tektronix DPO 72004 os-
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cilloscope described previously, the power can be calculated and then further processed in
Matlab. This method allows much more flexibility in the final processing, and also has the
great advantage that by recording the full IF signal, we are preserving not only the power
but also the frequency information of the signal.
Originally the 21.4 MHz IF was recorded directly by the oscilloscope. The minimum
sampling rate offered by the oscilloscope above the Nyquist frequency is 62.5 Msamples/s.
Since the maximum record length per channel of the oscilloscope is 250 Msamples, only 4
seconds of data could be recorded at a time. Also, because the sampling rate was so close
to the Nyquist limit, detecting phase changes in the IF signal was not feasible. In order to
solve these problems, a simple, third mixing stage was constructed external to the spectrum
analyzer to mix the 21.4 MHz signal down even further to 1 MHz.
The final mixing stage was constructed using inexpensive components purchased from
Minicircuits. A 2-600 MHz mixer (Minicircuits model ZP-1MH+) with a 13 dBm LO
drive level followed by a 1.9 MHz low pass filter (Minicircuits model BLP-1.9+) was used
to convert the 21.4 MHz down to 1 MHz. A general purpose Agilent 33250A 80 MHz
Function / Arbitrary Waveform Generator set to 20.4 MHz at 13 dBm was used as the
local oscillator. The output of the filter was amplified by a 20 dB, 0.05-500 MHz amplifier
(Minicircuits model ZFL-500-BNC).
The 1 MHz output of the final mixing stage is recorded by the oscilloscope. Because the
frequency of the input signal is lower than the 21.4 MHz output of the spectrum analyzer
originally recorded by the oscilloscope, we now have much more flexibility in selecting the
scope settings. In order to produce good resolution for measuring the phase change of the
signal, the sampling rate of the oscilloscope was set to 25 Msamples/s, producing a record
length of 10 s. If an even longer record length is desired, the sampling rate of the scope can
be lowered. To keep the same oversampling ratio, the output frequency of the final mixing
stage can be lowered as well by raising the local oscillator frequency. However, because the
analog filter in the final mixing stage has a cutoff of 1.9 MHz, the sampling rate of the
oscilloscope should not be lowered below 3.8 MHz to avoid aliasing.
After the 1 MHz signal is recorded by the oscilloscope, the rest of the fixed-frequency
system consists of signal processing steps in Matlab. These steps are detailed in section
4.2.4. In order to preserve the signal for future analysis, the entire waveform is saved as
a Tektronix .wfm file. This format preserves all the information in the most compact way
possible. For the signal processing steps in Matlab, this file is parsed by a Matlab routine
to import the recorded signal into the Matlab environment.
4.2.2 Safety Considerations
Just as with the UWB radar, it was necessary to ensure that the radar was safe for human
subject testing. The IEEE C95.1 standard gives 10/mW/cm 2 as the highest maximum
permissible exposure (MPE) power level for frequencies of 18 GHz.
The signal generator transmits 18 GHz with a power level of 0 dBm (1 mW). The
transmit horn antenna is the same as that used for the UWB case, so the same equations
and analysis can be used. The horn antenna has a maximum possible gain of 17 dB and is
15 cm deep. Antenna gain is defined by equation 4.3.
To estimate the power delivered to the subject standing right next to the horn antenna
we multiply the isotropic power by the antenna gain. Even though the user would be in
the near field of the antenna and equation 4.3 is valid only for the far field, this approach is
conservative because the power in the near field can only be less than the power calculated
using far field equations [44]. Using far field equations, the isotropic power delivered 15 cm
away by the antenna with an input power of 1 mW is:
Isotropic Power = I2 mW/cm 2 = 0.354 pW/cm 2  (4.6)47r 152
Multiplying the isotropic power by the gain of the antenna gives us the incident power on
the subject:
Incident Power = 0.354 puW/cm 2 x 1017 dB/10 = 17.74 puW/cm 2  (4.7)
This is far under the 18 GHz MPE power level of 10mW/cm 2 given by the IEEE, making
the fixed frequency radar setup safe for human subject testing.
4.2.3 Frequency Sweep Experiment
The initial data collected with the fixed frequency radar revealed that high frequency com-
ponents of the returned signal were attenuated. In order to verify this observation and
diagnose the problem, a frequency sweep experiment was designed to test the radar system.
ECG signals have a useful frequency spectrum up to roughly 30 Hz, so the experiment
was designed to see if the spectrum analyzer attenuated the 18 GHz signal when it was
modulated by a signal with frequency components up to 40 Hz.
For the experiment, the transmit and receive antennas were separated by 0.5 meters and
pointed directly at each other. A signal generator transmitted an 18 GHz signal between the
antennas, the spectrum analyzer downconverted the signal, and the IF output was recorded
by the oscilloscope. The 18 GHz signal was amplitude modulated by an arbitrary waveform
generator set to produce a frequency sweep from 0.5 - 40 Hz over a 4 second time period.
The experiment confirmed the initial observations - the spectrum analyzer severely at-
tenuated any modulating waveform components above several Hz. We determined that this
was due to the RES (resolution) filter bandwidth setting on the spectrum analyzer. The
RES filter is a bandpass filter that determines the resolution of the frequency sweep on the
spectrum analyzer. By setting the bandwidth of the RES filter to a small value, only a very
small window of the input signal's spectrum is measured at any one time. When the user
decreases the span of the frequency sweep, the spectrum analyzer automatically sets the
bandwidth of the RES filter to smaller and smaller values to give better resolution. When
used in the radar system, the spectrum analyzer was set to have a frequency span of zero, so
the spectrum analyzer set the bandwidth of the RES filter to its smallest possible value of 10
Hz. Therefore, if the 18 GHz signal was modulated by a signal with frequency components
above 10 Hz, the RES filter significantly attenuated those high frequency components.
The solution to this problem was simply to override the default RES filter bandwidth
setting with a higher value. The results of several RES filter settings are shown in Figures
4-15 and 4-16.
Based on the results shown above, we decided to use a RES filter bandwidth setting of
300 Hz in the remainder of this work. The 300 Hz setting did not appear to attenuate any
signals below 40 Hz, but at the same time filtered out noise at higher frequencies.
Time plots of frequency sweeps from 0.5 - 40 Hz
for different RES filter values
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Figure 4-15: Results of amplitude modulating the 18 GHz signal with a frequency sweep
from 0.5 - 40 Hz with RES filter bandwidth settings of 10, 100, 300, and 10,000 Hz
FFTs of frequency sweeps from 0.6 - 40 Hz
for different RES filter values
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Figure 4-16: Frequency spectrum of results from Figure 4-15
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4.2.4 Fixed Frequency Radar Signal Processing
The signal processing used with the fixed frequency radar can be divided into two parts.
The first part involves extracting the amplitude and phase modulation of the 18 GHz signal
through an I/Q demodulator. The second part involves filtering the amplitude and phase
signals to reveal the heartbeat information contained in each.
Demodulation
I/Q, or quadrature, demodulation is a popular technique for demodulating frequency modu-
lated communications. An I/Q demodulator works by splitting the input into two channels
and converting each channel to baseband by mixing with a local oscillator of the same
frequency as the center frequency of the input. However, the local oscillators of the two
channels are shifted by 90 degrees from each other. The outputs of the two mixers are
filtered to remove harmonics and the result is an imaginary (I) and real (Q) channel at
baseband. These two channels can then be used to calculate the phase of the incoming
signal by taking the inverse tangent of their ratio [45].
The mathematical proof for the demodulator is given below. If the input is a signal of
frequency w radians per second with a time dependent phase of O(t), we can express it in
terms of complex exponentials according to Euler's Formula:
sin(wt + a(t)) = . (4.8)23
Multiplying this by the local oscillators gives:
ej2wteij(t) - e-jV(t) _ ejV(t) + e-j2te-j(t)
sin(wt + p(t)) x sinwt -4
1 1
= cos(jv(t)) - - cos(2wt + (t))
2 2
(4.9)
ej 2 tej)(t) - e (t) + ej(t) - e-j2te-jo(t)
sin(wt + po(t)) x cos wt = 4
1. 1
= - sin(p(t)) + - sin(2wt + p(t))2 2
The low pass filter following each mixer removes the image at double the input frequency.
Figure 4-17: Block diagram of the FM demodulator for phase and amplitude detection
The remaining components are defined as I(t) (imaginary channel) and Q(t) (real channel):
1
I(t) = cos(O(t))2
(4.10)
1
Q(t) sin(p(t))2
From I(t) and Q(t), we can solve for o(t) using:
arctan = arctan = p(t) (4.11)
I~t) j cos p t)
The amplitude of the signal can also be calculated using I(t) and Q(t):
2 x I(t) 2 x Q(t) I (t) Q(t)
cos(p(t)) sin(p(t)) cos(p(t)) sin(p(t))
The I/Q demodulator is often implemented in analog circuitry, but the same functional-
ity can be replicated using digital signal processing techniques. Calculating the phase from
the I and Q channels, called FM demodulation, is also easily done digitally using equation
4.11. The I/Q and FM demodulation scheme described above is done digitally within Mat-
lab, and is the first step of signal processing performed on the recorded signals. A block
diagram of the system is shown in Figure 4-17.
The first step in the FM demodulator involves parsing the Tektronix .wfm file in order
to extract the recorded signal. The parser is an efficiency enhanced version of a community
developed Matlab function written by Randy White [46]. Because the entire oscilloscope
buffer of 250 million points has been saved, it is impractical to parse the entire file at
once. For most systems, trying to process a huge, 250 million length buffer in Matlab will
quickly lead to memory errors. To get around this, the system processes the file in large
segments and downsamples the phase and amplitude output by averaging wide windows of
consecutive data points. While the size of these segments and windows are configurable, the
settings used are: 1) processing data in 1 million length segments, and 2) averaging 2500
consecutive data points to form a single output data point. For a recording 10 seconds long
that used the full 250 million point buffer, this downsampling gives an effective sampling
rate of 10 KHz, giving sufficient bandwidth for the input signals of interest and yielding
data lengths of manageable size.
The next step is to determine the center frequency of the recorded signal. While this is
known to be 1 MHz, the oscilloscope, spectrum analyzer, and AWG in the final conversion
stage are not synchronized in any way, so it is necessary to determine the exact frequency
of the recorded signal within Matlab. This is accomplished by parsing a large segment
(25 million points) from the file and calculating its FFT. The frequency at the maximum
magnitude in the first half of the FFT is used as the center frequency. That center frequency
is used to calculate multiple parameters in the rest of the demodulator.
After the center frequency is calculated, the demodulator reads in segments of data and
processes each completely before moving on to the next data segment. At some points in
the processing chain, portions of the data segment currently being processed are saved to
append to the next data segment - for example, to provide the initial values for applying
an FIR filter to the next data segment.
The first step in processing each segment is filtering with an FIR bandpass filter with
a center frequency as determined above and a cutoff of ± 5 KHz. Since the final out-
put is downsampled to 10 KHz, a 5 KHz filter bandwidth is chosen to avoid unnecessary
aliasing. One thousand coefficient FIR filters are used in all filtering stages because their
constant group delay over frequency is highly desirable. The bandpass filter removes any
leftover harmonics from previous mixing stages and ensures that the input signal to the I/Q
demodulator is as clean as possible.
After filtering, one cosine wave and one sine wave are generated at the center frequency
calculated previously. These waves continue seamlessly from their value in the previous
data segment - they do not start at the same point for each data segment. The I(t) and
Q(t) channels are then formed by separately multiplying the output of the bandpass filter
with the sine wave and the cosine wave. The newly formed I(t) and Q(t) channels are
then filtered by a low pass, 1000 coefficient FIR filter with a cutoff at one-half the center
frequency. This removes the image at twice the center frequency generated by mixing with
the sine and cosine waves.
Now that the I(t) and Q(t) channels have been formed, the next step takes the inverse
tangent of Q(t) divided by I(t) in order to determine the phase of the signal. However,
as the phase changes, there are times when the calculated phase will exceed +7r or -7,
causing it to jump 27 in the other direction. This is called wrapped phase, and in order to
be more useful, these jumps of 27 are removed in a phase unwrapping process. A custom
unwrapping operation was written since the Matlab unwrapping function did not handle
noisy phase signals very well. The custom unwrapping operation looks for a large, sudden
jump in the phase, but it also ensures that these jumps are isolated events and not part
of a trend to prevent unwrapping a natural but sudden change in phase. This unwrapping
operation is included in the code listing in Appendix A.
The amplitude of the input signal is computed using equation 4.12. Since 1(t), Q(t),
cos(p(t)), and sin(yp(t)) have already been computed, this is a simple matter of division and
addition.
The final step in processing takes windows of the amplitude and phase data, averages
the values in each window, and uses the result as the data points for the final output. The
length of the window is chosen to be 2500 points long so that the final effective sample rate
is 10 KHz. As mentioned previously, this greatly reduces the amount of data stored for
further processing and is far above any frequency of interest. After all data segments have
been processed, the result is turned over to the next section for further filtering in order to
reveal the heartbeat signatures contained within. The Matlab code used to implement this
demodulation is included in Appendix A.
Filtering
The phase output of the FM demodulator usually has a constant rate of decay or increase.
This is due to the slight frequency difference between the actual center frequency of the
recorded signal and the center frequency computed and used by the demodulator. This
frequency difference translates to a constant rate of phase change. In order to remove this
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Figure 4-18: Phase output before line subtraction
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Figure 4-19: Phase output after line subtraction
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constant change from the phase signal, the phase data could be high pass filtered. However,
this produces unwanted effects in the output signal. Another method is to subtract from
the phase data a line that has the same average slope as the phase data. This removes the
constant phase change, but does not add any unwanted effects to the output data. Figures
4-18 and 4-19 show the effects of this line subtraction operation.
The main function of the filtering stage is to remove components of the frequency spec-
trum that are unnecessary. The following two filters are applied to both the radar phase
after line subtraction and the radar amplitude. The first filter removes some of the very low
frequency components caused by drift or very slow body motions. This filter is a 2nd order,
0.5 Hz highpass Butterworth filter. A Butterworth filter was chosen because it can remove
strong low frequency components that an FIR filter could not handle without an excessively
large number of coefficients. The second filter is a 1000 coefficient, 30 Hz lowpass FIR filter.
The FIR filter was chosen because of its constant group delay. This filter effectively removes
high frequency noise from the radar channels. The Matlab files that generate these filters
can be found in Appendix A.
4.3 Other Devices
In order to gather a "true" measure of cardiac function, the outputs of two monitoring
devices were recorded by the oscilloscope at the same time as the radar. One device is an
ECG monitor for measuring the electrical activity of the heart. The second device is an
accelerometer for measuring chest movements caused by the heartbeat. Their operation is
described below.
4.3.1 ECG Monitor
For this project we needed an inexpensive ECG monitor and used an ECG1C Electrocardio-
gram Heart Monitor, purchased from Ramsey Electronics. The monitor has two differential
probes and one ground probe, comes with a set of ECGP10 probe patches, and runs off of
a 9 V battery. The monitor works adequately when proper contact with the skin is made.
A bottle of Buh-Bump ECG electrode cream was purchased to increase the contact
between the electrodes and the skin. A number of different electrode positions were tried,
and the most reliable results were found when the differential electrodes were placed on
opposite sides of the chest just below the shoulder, with the ground electrode attached to
the left or right ankle. The oscilloscope sampled the data using a P6246 differential probe.
This probe served as a high-impedance buffer, allowing the oscilloscope to sample weakly
driven signals. The oscilloscope differential probe was connected directly across resistor R13
inside the ECG monitor since a less filtered signal could be obtained at that point. The
gain of the monitor was set so that the ECG signal was clearly visible in the oscilloscope.
For most subjects this required the gain to be set to about 3/4 of the full value.
The output of the ECG monitor was windowed in the same way as the amplitude and
phase outputs of the demodulator in section 4.2.4.1. The signal was then filtered with the
same 30 Hz, 1000 coefficient lowpass FIR filter described in section 4.2.4.2.
4.3.2 Accelerometer
In order to verify that the heartbeat signatures recorded by the radar came from chest
movement and not some other physiological effect, a small accelerometer board was con-
structed to measure the movement of the chest wall. The accelerometer was from Freescale
Semiconductor (part number MMA1260EG). It was chosen for its high sensitivity, small
number of external components, and 1-D sensing axis.
The recommended application circuit from the product data sheet is shown in Figure
4-20. The ST pin was tied to ground and the STATUS line was left open. The accelerometer
and external components were mounted on a 9162 surfboard from Capital Advanced Tech-
nologies. The accelerometer used a 5 V external power supply, and the oscilloscope recorded
its output through a TCA-1MEG buffer amplifier from Tektronix. The accelerometer was
mounted on the chest three inches to the left of the base of the sternum.
The accelerometer measures the acceleration of the chest. In order to truly compare the
accelerometer with the radar signals, the accelerometer data needs to be integrated twice to
yield position. First, the accelerometer data is windowed and 30 Hz low pass filtered just like
the ECG signal. The integral is calculated by a simple cumulative summation. However,
this often adds large low frequency components to the signal, and these are removed with a
8th order, high-pass Butterworth filter with a cutoff frequency of 1 Hz, the values of which
were chosen by trial and error.
Figure 4-20: Recommended application circuit for accelerometer
4.4 Radar Modulation Experimental Methods
Two experiments were conducted to identify the source of the radar's amplitude modula-
tion. The first experiment attempted to replicate and measure electrical activity in a very
simple physiological analog. The second experiment measured chest movement and deter-
mined if the chest movement correlated with the radar returns. The methods used for each
experiment are discussed below.
4.4.1 Cardiac Electrical Analog
The goal of this experiment was to construct a simple test setup that replicated the same
electrical characteristics as the human body. The physiological analog consisted of a circular
basin containing 4 liters of water mixed with saline tablets that replicated the salinity and
pH of the human body. Four electrodes were inserted into the basin at equal distances
from each other. Two electrodes were a shared ground, while the other two electrodes were
driven by two sinusoids with a phase offset of 90 degrees and a fixed frequency that could
be selected in the range 4-53 Hz. The purpose of the electrodes was to create a circulating
electrical field that the radar might be able to record.
The sinusoidal signals had a peak voltage in the range 0 - 5 V and passed through either a
50 Q or 1 MQ resistor to limit the current. The transmit and receive antennas were placed
over the basin and pointed at symmetric angles towards the center of the basin. Many
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Figure 4-21: Physiological analog experiment
permutations of different drive frequencies, drive voltages, resistor values, and electrode
configurations were setup and recorded with the radar for 4 seconds.
The radar amplitude was calculated by taking windows of the oscilloscope waveform and
computing the RMS voltage of the windowed data. The resulting waveform was filtered with
two, 1000 coefficient FIR filters. The first filter low pass filtered the data with a 60 Hz cutoff.
The second filter high pass filtered the data with a 5 Hz cutoff. The raw, low passed, high
and low passed, and FFT versions of the signal were examined for signs of the driving
electrical signal. The results are discussed in section 5.2.1.
4.4.2 Chest Accelerometer Experiment
The goal of this experiment was to measure the movement of the chest and determine how
well those movements correlated with the radar amplitude. The accelerometer described in
section 4.3.2 was mounted on the chest roughly three inches to the subject's left of the base
of the sternum. This point appeared to have more movement caused by heartbeats than
any other spot on the chest.
The subject was positioned roughly 0.5 meters directly in front of the transmit antenna
with the receive antenna to the subject's left. The radar data was recorded for four seconds.
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Both the radar and accelerometer data was windowed and the RMS voltage of each window
calculated. These RMS values formed the radar and accelerometer waveforms.
Both waveforms were low pass filtered with a 60 Hz, 1000 coefficient FIR filter. This
removed much of the unnecessary noise at higher frequencies. The radar often has large
low frequency bumps in it caused by the heartbeat. These bumps clearly show the heart
rate, but they also obscure the smaller amplitude, high frequency components in the radar.
According to McGrath, it is these high frequency components that correspond to the QRS
complex in the ECG signal. In order to compare the high frequency components in the
radar with the QRS complex in the ECG, the waveforms were high pass filtered with a 5
Hz, 1000 coefficient FIR filter to remove the low frequency bumps in the radar and preserve
the high frequency spikes. The accelerometer data is double integrated by performing two
cumulative summations. This produces a signal with strong low frequency components, so in
order to reveal the high frequency components corresponding to the heartbeat, both signals
are high pass filtered with an 8th order, 1 Hz high pass Butterworth filter. This filtering
is not strictly necessary for the ECG signal since it has already been high pass filtered at
5 Hz. However, both waveforms are processed with the same filters in order to apply the
same group delay effects to the waveforms to facilitate accurate timing comparison.
The results of this experiment are discussed in section 5.2.1.
4.5 Subject Testing Protocol
The steps used to collect data from human subjects with the fixed-frequency radar system,
ECG monitor, and accelerometer are specified in this section. A diagram illustrating the
entire test setup is shown in Figure 4-22.
1. Set the signal generator to transmit 18 GHz at a power level of 0 dBm.
2. Set the spectrum analyzer with 18 GHz center frequency and 1 GHz frequency span.
Find the peak of the received 18 GHz and center it in the display. Then decrease
the frequency span to 10 MHz, find the 18 GHz peak, and center it. Decrease the
frequency span to 1 MHz and repeat until the frequency span is at 100 Hz and the 18
GHz signal is centered. Then set the frequency span to 0 Hz and then set the RES
filter to 300 Hz.
3. Disable the output of the signal generator.
ECG Electrode #2
ECG Ground Electrode
Figure 4-22: Test setup showing all connections between equipment [47]
4. Set the oscilloscope to record for 10 seconds with a sample rate of 25 Msamples/s. Set
the ECG channel of the oscilloscope to have a 2 V/division step, the accelerometer
channel to have a 1 V/division step, and the IF channel to have a 50 mV/division
step.
5. Affix the differential ECG electrodes just below the subject's shoulders and the ground
electrode on the left or right ankle. Use electrode gel and tape to secure if needed.
6. Affix the accelerometer 3 inches to the left of the base of the subject's sternum just
below the left breast.
7. Seat the subject in a chair with back support no more than 0.5 meters away from
antennas with the antennas 0.3 meters apart. Adjust the antennas to be at the same
height as the subject's heart. Have the subject face the transmit antenna and position
the chair such that receiving antenna is located to the subjects left at an angle of 30-45
degrees. Boresight both antennas to the center of the subject's chest.
8. Turn on the output of the signal generator.
9. Ask subject to breathe normally.
10. Take a 10 second, single data capture with oscilloscope.
11. Save waveforms from all three channels as Tektronix waveform files (.wfm).
12. Repeat steps 9-11.
13. Repeat steps 10-11 two times, but ask the subject to hold his breath during the 10
second recording.
14. Ask the subject to turn to his left and face the receive antenna.
15. Repeat steps 10-11 two times. The first time ask the subject to breathe normally, and
the second time ask the subject to hold his breath during the 10 second recording.
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16. Swap the transmit and receive coaxial cables at the antennas.
17. Repeat steps 10-11 two times. The first time ask the subject to breathe normally, and
the second time ask the subject to hold his breath during the 10 second recording.
18. Ask the subject to turn to his right and face the receive antenna.
19. Repeat steps 10-11 two times. The first time ask the subject to breathe normally, and
the second time ask the subject to hold his breath during the 10 second recording.
20. Swap the transmit and receive coaxial cables at the antennas, returning them to their
original positions.
21. Ask the subject to roll the chair to the marked position 1 meter away.
22. Repeat steps 10-11 two times. The first time ask the subject to breathe normally, and
the second time ask the subject to hold his breath during the 10 second recording.
23. Ask the subject to roll the chair to the marked position 3 meter away.
24. Repeat steps 10-11 two times. The first time ask the subject to breathe normally, and
the second time ask the subject to hold his breath during the 10 second recording.
This protocol was used to test 8 male and 4 female subjects. The results are presented
in section 5.2.2.
Chapter 5
Results
The results of the thesis research are organized into two sections. The first section describes
the results obtained using the UWB radar system, while the second section describes the
results from the fixed frequency radar. The bulk of the analysis is dedicated to the second
section, since the fixed frequency radar became the focus of this thesis research. The
analysis focuses on whether the radars are able to record heartbeat signatures, what the
characteristics of these heartbeat signatures are, and what factors, both environmental and
physiological, affect these results.
5.1 UWB Radar Results
The UWB radar system described in section 4.1 was tested on the author on multiple
occasions. The author positioned himself 0.5 meters directly in front of the two antennas
and held his breath for 10 seconds. The antennas were separated by roughly 0.3 meters,
positioned at chest level, and pointed at the center of the chest.
The results of the UWB radar proved to be erratic and unreliable. The heartbeat
signatures, if present at all, were frequently indistinguishable from the large amount of
noise in the output.
Figure 5-1 shows the amplitude output of the UWB radar in one of the clearest of the
results collected together with the output of the ECG monitor recorded simultaneously. The
first 2 seconds contain movement artifacts caused by the subject and should be ignored. The
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Figure 5-1: UWB radar amplitude with 30 Hz lowpass filter
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Figure 5-2: UWB radar amplitude with 3 Hz lowpass filter
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radar output illustrated in Figure 5-1 is lowpass filtered by a 30 Hz, 1000 coefficient FIR
filter. This filter removes some high frequency components, but the output is still quite
noisy and it is difficult to distinguish the heartbeat signatures. The features temporally
correlated with the ECG monitor output can be more clearly seen by low pass filtering the
radar output with a cutoff of 3 Hz as shown in Figure 5-2.
While the UWB radar system was sometimes able to record heartbeat signatures as
shown in Figures 5-1 and 5-2, the output is very noisy and requires strong low pass filtering
to extract the heartbeat signatures. Often the noise overwhelms the heartbeat signatures,
making them impossible to measure at all. Many different chest positions, antenna positions,
and pulse parameters were adjusted, but the results were the same or worse. Time difference
of arrival modulation was also analyzed, but as equation 3.15 suggested, the radar system
was unable to distinguish the small changes in pulse arrival time caused by the moving
chest.
In order to build a more reliable UWB radar, custom hardware would have to be de-
signed. Even though the oscilloscope used in the radar is extremely fast, it is still not fast
enough to detect changes in the pulse arrival times. Also, the oscilloscope has a fairly small
number of effective bits: 5.4. This small number of bits prevents highly accurate captures
of the pulse amplitude, which possibly contributes to the noisy results described above.
Antenna ringing is another problem that can only be partially addressed by the signal pro-
cessing steps described in section 4.1.3. Designing antennas specifically for transmitting
UWB pulses may improve signal quality and produce better results.
Due to the unreliable nature of the UWB radar system, this thesis research focused on
the fixed frequency radar system which showed much higher reliability and clearer heartbeat
signatures.
5.2 Fixed Frequency Radar Results
There are two sets of results regarding the fixed frequency radar. The first section details
the results of the experiments conducted to determine the source of the radar's modulation.
The second section discusses the results of the human subject testing.
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Figure 5-3: ECG and radar amplitude highpass filtered without delay
5.2.1 Movement vs. Impedance Results
As discussed in sections 2.2 and 2.3 of this thesis, there are two competing theories regarding
the physiological source of amplitude modulation in fixed frequency radars. While most
researchers agree that the radar amplitude is modulated by chest movement, Dr. William
McGrath of Jet Propulsion Laboratory believes that the radar amplitude is also modulated
by impedance changes in the chest caused by cardiac electrical activity. One goal of this
thesis was to test this claim and attempt to replicate McGrath's results.
Figure 5-3 shows one result obtained during initial testing on the author using the set-
tings and procedures described in Section 4.4.2. In order to compare the QRS complex in
the ECG to the radar data, both waveforms were highpass filtered at 5 Hz to eliminate
strong low-frequency components in the radar waveform that interfered with the compar-
ison. This comparison revealed high frequency spikes following 100 milliseconds behind
the QRS complex recorded by the ECG monitor. In other data sets, the high frequency
components in the radar amplitude appeared consistently 90-130 milliseconds behind the
QRS complex from the ECG monitor.
By delaying the ECG data so that the spikes in the ECG and radar signals occurred at
the same time, the two signals showed noticeable correlation, as shown in Figure 5-4. The
ECG and Radar data 5-80 Hz bandpass filtered, delayed 110 ms
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Figure 5-4: ECG and radar amplitude highpass filtered, delayed 110 ms, and overlaid;
correlation = 0.46
correlation coefficient was calculated to be 0.46 for the data recorded from 0.37 seconds
to 4.0 seconds. (The data prior to 0.37 seconds was corrupted by filtering artifacts.) The
ECG signal has corresponding components in the radar signal around the QRS complex as
well as an inverted component around the T wave. These correlations provided preliminary
evidence that the radar might be recording cardiac electrical activity, as McGrath asserted.
However, there were two unexplained problems with this initial data. The first was
the 90-130 millisecond delay between the spikes in the signals, which is far longer than
that which could be explained by the time required for any kind of physiological electrical
propagation. The second problem was that, while there was significant correlation between
the ECG and radar signals, there were also significant differences. The radar signal often
contained large low frequency components not present in the ECG signal. There were also
timing differences between the peaks and valleys around the QRS complex and its corre-
sponding components in the radar signal. Given these differences, additional experiments
were conducted to confirm McGrath's assertion.
The first experiment used the radar to try to record electrical currents injected into
a solution with the same salinity as the human body. If the radar was able to record
this circulating current in the physiological analog, then it would be a positive sign that
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Figure 5-5: Comparison of accelerometer data and radar amplitude; correlation = 0.80
recording electrical currents from the heart was also possible. The exact testing setup
is described in detail in section 4.4.1. Many different drive frequencies, resistances, and
electrode configurations were tried, but no sign of the electrical currents were recorded.
This negative result is not conclusive, since the physiological analog used is extremely
simplified, but it does cast doubt on McGrath's assertion.
As mentioned earlier, the competing theory to McGrath's claim is that the radar am-
plitude is modulated by chest movement. This theory was tested in the second experiment
by mounting an accelerometer on the chest of the author and comparing the output with
the radar amplitude. The radar amplitude is modulated by the radar cross section of the
target, and this is determined by the position of the chest. Since the output of the radar is
determined by chest position, not acceleration, the output of the accelerometer was double
integrated and filtered to yield position in order to produce a valid comparison with the
radar.
The result of this experiment showed very clear correlation between the radar's am-
plitude and the accelerometer data, as shown in Figure 5-5. No delay was necessary to
synchronize the waveforms as was necessary in the case of the ECG monitor, and the cor-
relation between the radar and accelerometer data was roughly 0.80 - substantially higher
than the correlation of 0.46 between the ECG and radar waveforms.
The ECG monitor measures electrical cardiac activity and the accelerometer measures
mechanical cardiac activity, but most importantly, they are both measuring cardiac activity.
It is therefore not surprising that both the ECG and the accelerometer waveforms had
substantial correlations with the heartbeat signatures in the radar data. However, the much
I
higher degree of correlation between the radar waveform and the accelerometer waveform
indicates that the radar senses the heartbeat not through impedance changes, but through
chest motion.
5.2.2 Human Subject Testing Results
The fixed frequency radar was tested on a group of 12 human subjects according to the
protocol described in section 4.5. There were three effects studied during human subject
testing. The first was the effect of breathing on the ability of the radar to sense heartbeats.
Since the radar depends on chest movement to record heartbeats, the large chest movements
caused by breathing could seriously impact the radar's ability to record heartbeats. The
second was the effect of the orientation of the subject's chest relative to the radar. The
heartbeat does not cause the chest wall to move symmetrically, so the orientation of the
chest could significantly affect the results. The final effect studied was the distance between
the subject and the radar. The farther away the subject is from the radar, the weaker the
returning signal will be, making it harder to measure the heartbeat. The effect of other
variables such as the subject's build and gender will also be discussed.
Transmitter
Orientation
Center
Center
Center
Center
Right (30*-50*)
Right (30*-50*)
Center
Center
Left (30*-50*)
Left (30*-50*)
Center
Center
Center
Center
Receiver
Orientation
Left (30*-50*)
Left (30*-50*)
Left (30*-50*)
Left (30*-50*)
Center
Center
Right (30*-50*)
Right (30*-50*)
Center
Center
Left (15*-30*)
Left (15*-30*)
Left (5'-15*)
Left (5*-15*)
Table 5.1: Variables for each data set
Fourteen data sets were collected
adjusted during the data collection:
with each human subject, and three
breathing, orientation, and distance.
variables were
A list of the
different permutations tested for each subject is given in Table 5.1. The transmitter and
Data Set #
1
2
3
4
5
6
7
8
9
10
11
12
13
14
Breathing
Yes
Yes
No
No
Yes
No
Yes
No
Yes
No
Yes
No
Yes
No
Distance
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
< 0.5 m
I m
1 m
3 m
3 m
receiver orientations define where the antennas were placed relative to the subject. For
example, in data set #1, the subject is directly facing the transmitter antenna while the
receive antenna is located to the subject's left roughly 400. The exact placement of the
equipment is described in section 4.5. Conditions for data sets 1-2 and 3-4 are identical in
order to test the degree of repeatability within the same subject.
The remainder of this section is divided into two parts. The first focuses on the ability
of the radar to record heartbeats and the effect of the variables studied. The second part
discusses the characteristics of the heartbeat signatures and the variables that affect those
characteristics.
Heartbeat Detection Results
For each data set collected, the amplitude and phase outputs of the radar were analyzed
and compared to the ECG and accelerometer data to determine if either radar output
contained signatures corresponding to the heartbeat, as measured by the ECG monitor and
accelerometer. Each data set was classified into one of three categories. Category 1 data
sets have clear heartbeat signatures in one or both of the radar outputs. Category 2 data
sets have heartbeat signatures that are noisy or sporadic but still detectable by a human
observer (the author). Category 3 data sets contain no heartbeat signatures or signatures
that are unusable due to high noise and inconsistency.
An example data set from each category is given in Figures 5-6, 5-7, and 5-8. The
category 1 example has clear heartbeat signatures in both radar channels; however, many
category 1 data sets have clear signatures in only one channel. This can be seen in the
category 2 example, where the amplitude radar channel shows some heartbeat signatures,
while the phase channel does not. However, the heartbeat signatures in the amplitude
channel in figure 5-7 are inconsistent after the first four seconds, which is why the data
set has been given a category 2 classification. The category 3 example lacks repeatable
heartbeat signatures.
An overview of the results from human subject testing is shown in Table 5.2. Every data
set collected from each of the 12 test subjects is classified into one of the three categories
described above and displayed with color coding. The radar channel that clearly shows the
heartbeat signatures in each data set is indicated as either the amplitude (Amp), phase, or
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Figure 5-8: Example of category 3 data set
both. The table also notes the gender and approximate build of each human subject. The
build is based on the relative chest size of each test subject and is an approximate measure
determined by visual inspection.
When testing the subjects at the 1 and 3 meter distances (data sets #11-14), it was
discovered that background movement in the room could disturb the results even when the
source was several meters away. Sometimes this background movement is strong enough to
cause ringing in the amplitude and phase channels or enough noise to completely obscure
the heartbeat signatures. When such background corruption is evident in the radar signal,
the corresponding data is marked by an 'x' in the table. For subject 0006, data sets 11-14
accidentally had the antennas swapped so that the receive antenna was in the center and
the transmit antenna was to the subject's left. Those data sets have been marked with a
star, even though swapping the antennas should not have a substantial effect on the results.
WAN&-
Subject Number |0003 0004 0005 0006 0007 0008 0009 0010 0011 0012 0013 0014
Gender | F M M F M F M M M M F M
Build |Med Med Heav Lean Med Lean Med Heavv Lean Lean Med Heav
Data Set
1 2 - Phase 2 - Both 2 - Phase 2 - Phase
2 2 - Both 2 - Both
3 2Ap2 - Both 2 - Amp
4 2 - Both 2-Amp 2 - Both
C 2- Phase 2 - Both
6 |2- Amp 2 - Amp
7 2 - Both
8 2 - Amp 2 - Amp 2 - Both
9
10 Phs oh 2 - Amp M 2 - Both 2 -Both
11
12 2-Amp 2-Amp
13
14 2 -Amp
Category 1 Category 2 Category 3
Corrupted by environment * Receive antenna center, transmit antenna left
Table 5.2: Data set category matrix. Also shows which radar channel showed heartbeat signatures
The first of the three variables tested was the effect of breathing. In order to isolate
heartbeats in data collected while breathing, the filter values were modified. Instead of high
pass filtering the radar amplitude and phase at 0.5 Hz, the cutoff was increased to 2 Hz.
This is necessary to eliminate the stronger low frequency components caused by breathing
that are not present in non-breathing data sets. There is no cutoff frequency that is perfect
for all data sets, but 2 Hz seemed to give the most improvement and was used to produce
the results shown in Table 5.2 for data sets #1, 2, 5, 7, 9, 11 and 13.
Figure 5-9 shows an example of data collected while the subject was breathing. For
this example, the order of the high pass filter used on the accelerometer data was changed
from 8 to 2 in order to allow most of the low frequency components from the breathing to
pass through. The radar channels have their high pass filters removed altogether in order
to show how the radar channels track with the breathing. Both the amplitude and phase
channels vary slowly with the breathing as measured by the accelerometer.
Figure 5-10 shows the result of high pass filtering the radar channels with a 2nd order, 2
Hz high pass Butterworth filter. The accelerometer high pass filter order is increased from 2
to 8. While not as clear as some data sets, the phase channel, and especially the amplitude
channel, have repeating structures that correspond to the heartbeat.
While it is sometimes possible to reliably isolate heartbeat signatures while the subject
is breathing, the large amounts of chest motion that breathing causes can drown out the
motion from the heartbeat. This effect is evident in the results. Even with the modification
to the highpass filter cutoff, the vast majority (72 out of 84) of data sets for conditions with
breathing (#1, 2, 5, 7, 9, 11, 13) were classified as category 3.
The second of the three variables tested was the effect of the orientation of the chest.
These conditions addressed two questions: which side of the chest was the best for sens-
ing heartbeats, and whether swapping the transmit and receive antennae would affect the
results.
Data sets 1-4 and 9-10 had one antenna facing the left side of the subject with the
other facing the center, while data sets 5-8 had one antenna facing the right side of the
subject with the other facing center. It is important to compare the data sets with breath-
ing (#1,2,5,7,9) only to other data sets with breathing and likewise for data sets without
breathing (#3,4,6,8,10). Non-breathing data sets with an antenna on the left (#3,4, 10)
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produced reliable heartbeat signatures 30 out of 36 times while non-breathing data sets
with an antenna on the right (#6, 8) did so 14 out of 24 times. Breathing data sets with
an antenna on the left (#1, 2, 9) provided reliable heartbeat signatures 8 out of 36 times,
and breathing data sets with an antenna on the right (#5, 7) did so 4 out of 24 times. Left
side antenna data sets had higher yields of 83% and 22% for non-breathing and breathing
conditions respectively compared with the right side yields of 58% and 17%. However, data
set 9, a left side antenna data set with breathing, recorded fewer heartbeats than either
of the other right sided antenna data sets with breathing. This indicates that the data
has substantial variation, so even though data sets with an antenna on the left side had
better results on average, more investigation with larger data sets should be conducted to
determine the optimal antenna orientations.
Data sets 6 vs. 8 and 3-4 vs. 10 are compared to determine the effect of swapping the
receive and transmit antennas. Data sets 6 and 8 both have yields of 58% (both 7/12),
and data sets 3-4 and 10 both have yields of 83% (20/24 and 10/12 respectively). The
rate at which heartbeats are successfully recorded stays the same between these data sets,
which suggests that swapping which antenna receives and which transmits does not have a
significant impact on the results.
The third variable that was tested was the effect of distance on the results. Table 5.2
shows that, as the distance between the subject and the antenna increases, the ability to
record the heartbeat in non-breathing data sets drops from 44 out of 60 at 0.5 m (data sets
#3,4,6,8, 10) to 6 out of 24 at 1.0 or 3.0 m (data sets #12, 14). This reduced performance
is not surprising since the longer distance increases the path loss, thereby decreasing the
amplitude of the returning signal. The farther the subject is from the antenna, the less
focused the incident radar signal. This prevents the radar from focusing on the region
of interest on the chest and makes the heartbeat signatures more difficult to distinguish.
The increased distance also increases the ability of background movements to corrupt the
results, with 9 out of the 48 data sets at the farther distances in Table 5.2 (data sets 11-
14) corrupted by background movement. The data shows that with increased distance the
radar's ability to record heartbeats diminishes.
It appears that the build of the subject may also impact the ability of the radar to
record heartbeats. In general, data from subjects with lean and medium builds was more
likely to be classified as Type 1 or Type 2. The heavier the build of the subject, the more
tissue there is between the heart and the outside world. It is possible that the chest motions
caused by the heartbeat are more attenuated by this extra tissue, making the heartbeats
harder to detect.
Human subject testing showed that the fixed frequency radar system is able to record
heartbeats under a variety of conditions, but in order to be more robust to distance, ori-
entation, and especially breathing, further improvements are needed. Possible future en-
hancements to the hardware and the signal processing will be discussed in chapter 6.
Characteristics of Heartbeat Signatures
The previous section discussed the ability of the radar system to record heartbeat signatures.
However, these heartbeat signatures can vary widely between subjects and even vary within
the same subject. A number of examples are given in the figures below.
Looking closely at the amplitude channel of the radar results, we can see that the
appearance of the heartbeat signatures varies significantly. Subjects 0003 and 0006 have
slowly varying bumps in one or both radar channels that coincide with the ECG. Subject
0012 has high frequency, downward spikes following each QRS complex, while subject 0014
has downward spikes superimposed on low frequency bumps. There is even a good deal of
variability between subjects in their ECG and accelerometer waveforms, but this is expected
since the position of the electrodes and accelerometer varies from subject to subject. Subject
0014 also demonstrates that one channel of the radar may clearly see heartbeat signatures
while the other channel sees nothing at all.
The phase output of the radar most often records heartbeat signatures as low frequency
bumps as seen in the examples below. If looked at closely, sometimes high-frequency com-
ponents can be seen soon after the QRS complex in the ECG such as in subject 0012. The
amplitude output of the radar seems to be more variable than the phase. Sometimes high-
frequency spikes can be seen, usually occurring roughly 100 ms after the QRS complex.
These are probably due to sudden heart movements caused by the contracting ventricles.
This causes corresponding sudden movements at the chest wall, but presumably there is a
100 ms delay from electrical stimulus to mechanical contraction and chest wall movement.
There does not seem to be any correlation between transmitter/receiver orientation and
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the types of heartbeat signatures seen. Breathing does appear to have some effect however.
It appears that as the subject fills his or her lungs with air, the heartbeat signatures became
more pronounced. This can be seen in Figures 5-9 and 5-10 from 0-2 seconds and from 4-6
seconds.
As the distance between the antennas and the subject increases, the amplitude of the
signatures decreases. Figures 5-15 and 5-16 illustrate this decrease in amplitude as the
distance to subject 0007 increases from 0.5 meters to 3 meters. The range in amplitude
at a distance of 0.5 meters is 14.6 mV, while the range at 3 meters decreases to 0.08 mV.
In order to overcome this significant drop in amplitude, antennas with a greater gain and
narrower beamwidth would be necessary to focus the microwaves.
It is important to note that useful information is obtained from both the amplitude and
phase channels of the radar. Often heartbeat signatures appear in one channel but not the
other. Other times, the heartbeat signature will appear in one channel, but then attenuate
and become clearer in the other channel.
It is hypothesized that the heartbeat signatures can sometimes appear in only one
channel because while the two channels are related, they have importance differences. It is
possible that some chest wall movements do not affect the radar cross section, and therefore
are recorded as a phase change but not as an amplitude change. On the other hand, a chest
movement could cause different motions in opposite directions that would cancel out the
phase changes measured by the radar, but at the same time produce a significant change
in the radar cross section, making the chest movement observable by the radar amplitude
but not the radar phase.
While the data collected is highly variable and the appearances of the heartbeat signa-
tures vary, by monitoring both the radar's amplitude and phase channels it is often possible
to observe repeating changes that correspond to the heartbeat.
The system studied here successfully recorded cardiac activity for a variety of orienta-
tions with a varied group of human subjects. In the next chapter this thesis concludes with
a summary of the results and a discussion of potential improvements and future work.
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Chapter 6
Conclusions
This chapter summarizes the results of the thesis research. It also discusses the limitations
of the current system and concludes with possible improvements to the system and potential
future research.
6.1 Summary of Results
This thesis research had three original goals. The first was to determine the ability of an
amplitude modulated radar system, as opposed to a Doppler modulated radar system, to
sense cardiac activity remotely. The second goal was to compare the effectiveness of UWB
and fixed frequency radar systems for sensing cardiac activity. Finally, the thesis tried
to verify William McGrath's claim that fixed-frequency, amplitude modulated radar was
capable of remotely detecting cardiac electrical activity, such as that detected by an ECG.
The thesis determined that an amplitude modulated radar system can record cardiac
activity. A system was constructed that was able to simultaneously measure the amplitude
and phase of the returning radar signal. The system was tested on a group of 12 human
subjects and successfully obtained heartbeat signatures for every test subject under some
of the conditions tested. The most successful test conditions were when the subject was not
breathing, less than 0.5 meters away, and had one of the antennas on the left side. It was also
found that both the amplitude and phase channels should be monitored since sometimes
heartbeat signatures appear in only one of the channels. The ability of the amplitude
modulated radar to record heartbeats was highly variable, however. Performance is affected
by many parameters such as the distance to the subject, movement and orientation of the
subject, and the subject's build. Also, the heartbeat signatures in the radar results were
identified by a human observer with the aid of ECG and accelerometer data as the "true"
measure of cardiac activity. For many data sets, it would have been hard to identify
heartbeat signatures without this "true" standard. Despite these limitations, this thesis
showed that an amplitude radar system can successfully be used to record cardiac activity
without direct physical contact.
A UWB radar was also constructed and tested on the author. It was found to be very
noisy and unreliable. While it was at times able to record heartbeats, the output was
too noisy and required such severe filtering in order to be usable that it eliminated large
amounts of useful spectrum. Given the unreliable nature of the system and the poor results
compared to the fixed-frequency system, it was decided to focus on the fixed frequency
radar for the majority of this thesis project.
Finally, the thesis tested McGrath's claim of remote monitoring of cardiac electrical
activity. Initial results seemed promising, since by delaying the ECG waveform 100 ms,
the high pass filtered ECG and radar amplitude showed reasonable correlation. However,
an experiment was conducted using an accelerometer mounted on the chest. Comparing
the double integrated accelerometer signal with the radar amplitude showed nearly per-
fect correlation with no time delay. This seems to conclusively point to chest movement,
rather than impedance changes from electrical activity, to be the true source of amplitude
modulation in the radar data.
The fixed frequency radar system has a variety of possible applications. One is monitor-
ing the vital signs of burn victims in hospitals. Since burn victims don't have healthy skin
to attach ECG electrodes to, a radar based system would prove useful. Battlefield medics
could also use a hand held version of the radar to tell if casualties on the battlefield are dead
or alive before exposing themselves to harm while giving aid. Other potential applications
of these kinds of radar systems are given in chapter 1.
While the fixed frequency radar system did successfully record heartbeat signatures from
a variety of subjects, it does have some significant limitations. Most importantly, it is very
sensitive to movement. Breathing alone can corrupt the data, and larger body movements
completely overwhelm the tiny signals from the heartbeat. The system quickly loses its
ability to record heartbeats as the distance between the subject and antennas increases.
The radar also relies on post-processing in Matlab in order to process and filter the results.
A real-time system would require considerable processing power. Finally, the radar results
vary substantially. While it is usually possible for a human observer to identify heartbeat
signatures under ideal conditions, the appearance of the signatures themselves can change
significantly, preventing their use for diagnostic purposes and hindering the development of
algorithms to extract heartbeat signatures automatically.
6.2 Possible Improvements and Further Research
A number of improvements could be made to the amplitude radar system in order to solve
some of its current limitations. The first is to reduce the variability of the radar system
performance so that it more reliably records heartbeats at close distances. A simple step
would be to use higher gain antennas to focus the radar signal into a tighter beam. The
more focused microwaves would reduce the variability of the chest position and movement
recorded by the radar. It would also increase the usable range of the radar. Reliability could
also be improved if there was a better understanding of how the shape and movement of
the chest wall affects the radar channels. Research investigating this problem and modeling
the radar cross section of the chest would be very useful.
Another important area of research is finding ways to mitigate non-cardiac body move-
ments in order to record heartbeats from subjects that are not completely motionless. Some
groups have already made promising progress in this arena using multiple transmitters and
receivers [48], but there is still much work left to do.
The UWB radar system constructed in this project proved to be unreliable and did not
give good results. However, there were a few data records that showed clear heartbeat signa-
tures, suggesting that future UWB radar research might be warranted. However, a different
hardware system should be used that can more accurately measure both the amplitude of
the returning pulse and its arrival time. Antennas designed specifically for UWB purposes
could also yield significant improvements by reducing antenna ringing. Finally, more ad-
vanced signal processing, such as wavelet based approaches, could give more accurate and
noise free results.
Using radar to remotely sense heartbeats is a very exciting area of research that has
real potential to significantly change many aspects of health care and other industries. It
will be interesting to observe future developments in this field.
Appendix A
Code Listing
2 4 1 AWB__an A ysis.m
4 o, Get data
5 clear all; cle
6
7 date = '2/13/09';
8
9 % Specif files ti load E(G. radar , and empty rn waveforns from
10 [temp, data-ecg, temp2[ = wfm-ascii-dpoFF('IWBXlt Data\ Jon-2_13_09_3-ECG.wfm'
11 [temp, data-rdr , temp2[ = wfm-asci-dpo-FF('UWB Data\Jon_2-13_09_3_RDR.wfm);
12 [temp, data-room , temp2] = wfm-asciidpoFF ( 'UWB Data\ Room_2_1.3_09-1.wfm')
13
14 4 (;Et size of wavforrns
15 [num-frames, frameilength} = size(data-ecg);
17 '4 Number of w aveformns to average t ogeth11e
18 num-avg = 10;
19
20 ' Size of font
21 fsize = 17;
22
23 1 Initialize vari ables
24 ecg = zeros ([num frames/num-avg 1]);
25 amp = zeros ([num-frames/num-avg 1]);
26 toa = zeros ([nunmframes/num-avg 1]);
27
28 A Average all pulse return fr1m empty room
29 room-avg = mean(data~room);
% Process data
for i 1: num frames
If aVeragin ufg mnltiple waveforms for amp
everv numavg farmes,
(-mod( i , num avg))
A Compute average of numavg wav-forms1
W, ecs . and RSin Icase of amip
ecg( i/num-avg) = mean(mean( data-ecg (( i
amp( i/num-avg) = sqrt (mean((mean( data_
only form a new data point
and t ake mean in the case of
-num avg)+1:i , : ) ,1) ) ;
rdr (( i-num-avg)+1:i ,: ) ,1) -roo mnavg). 2));
end
Colmpute the location at which the peak of the returning pulse occurs
[jnk, toa(i)] = max(mean(data-rdr(i ,:) 1)-room-avg);
end
Convert to toa to second
toa = toa * 20e-12;
7 Filter data
Filter E(e2 with 30 liz LP
A Filter am1p and toa with 3 Hz LP. but they are of different lengths so
'/ keep ftilt ei sepa r ato
nyquist-toa = 2000;
nyquistnamp = nyquisttoa / numavg;
numcoef-toa = nyquist-toa / 2;
numcoef-amp = nyquist-amp / 2;
62 t-amp (1: length (ecg)) * (10 / length (ecg));
63 t-toa (1:length(toa)) * (10 / length(toa));
64
65 b_1 = fir1 (numcoef-toa , 3/ nyquist-toa)
66 b_2 = fir (numcoef-amp, 3/nyquist-amp)
67 b.3 = fir (numcoef-amp, 30/nyquist amp):
68
69 f-toa_1 = filter (b_1, 1, toa)
70 fLamp_1 = filter (b_2. 1, amp);
71 f-ecg_1 = filter (b_3 , 1, ecg)
72
73
74 4' Plot Data
75 4 Normalize hanniel fOr plot t iig
76 ecg-max = max( f-ecg_1 (nyquist-amp*6:end))
77 amp-max = max(f-amp_1(nyquist-amp*6:end));
78 toa-max = max( f-toa_1 (nyquist-toa *6: end))
79
80 ecg-min = min( f.ecg_1 (nyquist-amp*6: end));
81 amp-min = min(f-amp-1 (nyquist-amp+6:end))
82 toa-min = min( f-toa_1 ( nyquist-toa *6:end))
83
84 ecg-scale = 2 / (ecg-max - ecg-min);
85 amp-scale = 2 / (amp-max - amp-min)
86 toa-scale = 2 / (toamax - toa-min)
87
88 ecg.tran 1- (ecg.max * ecg-scale);
89 amp-tran= 1 (amp-max * amp-scale)
90 toa-tran 1 - (toa-max * toa-scale);
91
92 f-ecg.norm (f-ecg_1 * ecg-scale) + ecg-tran;
93 f-amp-norm = (f-amp_1 * amp-scale) + amp-tran;
94 f-toa-norm = ( f-toa_1 * toa-scale ) + toa-tran;
95
96 ecg-step (ecgmax - ecg-min) / 4;
97 amp-step (amp-max - amp-min) / 4;
98 toa-step (toa-max - toa-min) / 4;
99
100 Flot wavefom
101 figure ( 'Color ,'w')
102 axes('position : [.1 .6 .8 .25]);
103 axis ([0, 10, -1.05 , 1.1]);
104 set(gca, 'ytick ',[-0.5 0.5], 'yticklabel ' ,[sprintf(' %/12.2g V', ecg-min+ecg-step); sprintf( '%12
.2g V' , ecg-max- ecgstep )] , ' ycolor , 'b ' xtick ' ] , ' xcolor w , 'FontSize' , fsize -4);
105 ylabel ( 'ECG' .'FontSize ',fsize
106
107 axes( 'position ' ,[.1 .35 .8 .25]):
108 axis([0, 10, -1.05 , 1.05]);
109 set (gca, ytick ' ,[-0.5 0.5], ' yticklabel ' ,{sprintf( '%12.4e V' , amp-min+amp-step) ; sprintf( '%12
4e V' amp-max-amp-step)] , 'ycolor ' [0 0.5 0] , 'xtick ' ,[] ' xcolor ' ,'w' , 'FontSize ' ,fsize -4);
110 ylabel ( 'Radar Amplitude ' , ' FontSize ' , fsize
111 xlabel( 'Time (s) ','FontSize' ,fsize
112
113 axes) 'position ' .1 .1 .8 .25])
114 axis ([0 10, -1.1, 1.05]) ;
115 set (gca , ytick ',[-0.5 0.5] , ' yticklabel ',sprintf( '%12.4e sec toa-min+toa-step); sprintf( '%12
4e sec ' ,toa-max-toa-step ) ] , ' ycolor ' , 'r ', ' FontSize' ,fsize -4);
116 ylabel ( 'Radar Pulse Return Time ' , ' FontSize ' , fsize
117 xlabel( 'Time (s)', 'FontSize' fsize
118
119 axes ('position ' ,.1 .1 .8 .75], 'FontSize ',fsize -4):
120 hold on;
121 plot (t-amp , f-ecg-norm , 'b
122 plot (t-amp, f-amp-norm 2.1, ' Color', [0 0.5 0]):
123 plot( t-toa , ftoa-norm - 4.2, 'Color ', ' ) ;
124 [pks, locs = findpeaks (f.ecg.norm (2* numcoef-amp end), 'minpeakheight', 0.5, ' minpeakdistance
nyquist-amp*.15);
125 locs locs + 2*numcoef-amp;
126 line ([t-amp(locs); t-amp(locs)} , [ones(1, length( locs))*-5.3 ; ones(1, length( locs ))*1.1],'
LineStyle ' , ' : , Color ' , 'k ' , 'LineW idth . 2);
127 hold off:
128
129 axis ([0 10 -5.3 1.1]);
130 set (gca , ' ytick ' , [] , ' xtick ' [] , 'Color ' , 'none '
131 legend ( 'ECG' , 'Radar Amp', 'Radar Time' , 'Location ' , 'SouthWest ' )
132
133 title ({ 'ECG and UWB pulse amplitude and return time date }'FontSize ',fsize , 'FontWeight
bold ' ) ;
2 W fI I as I I opFF TO
4
5 function [out descript , outdata, timedata = wfmascii dpo-FF (fname, data-start data stop)
6 % .\lodified by IJonatlhan Burnhiam to implement fast fraie and peed up reading
7 Ii arge data sets offset bIx large amnounts
8 4
9 Convertts 1SD5/6/7k and DlPO7k 70k .wfm file to ASCII forioat
10 N vith time atrrI
11
12 dat a ti art Iti data st op it npu1t Argmensi r i o tin t 1 11 al
13 ant cI a be iseI to r ead p rt of file
14
15 to do: irnplement f Ast frame11 ) piX el maps IJ)
16
17
18 out
19 if nargin==0
20 fname=
21 end
22
23 if isempty(fname)
24 [filename, pname] uigetfile ({ '*.wfm', 'Tektronix Waveform Files (*.wf '; ' .*', 'All Files
)'},'Choose Tektronix WFI file )
25 fname=[pname filename
26 end
27
28 - 0 -- O ii f i I e
29 fd fopen (fname, 'r);
30 if fd--1
31 error( 'Problem opening file "%s" ' fname)
32 end
33
34 %---Determine bytet ordering then closce and reopen with proper fYte ordering
35 ByteOrder = fread(fd ,1, 'ushort');
36 if ByteOrder==61680
37 fclose (fd);
38 fd = fopen(fname, 'r','ieee-be');
39 else
40 fclose (fd);
41 fd fopen(fname, 'r ','ieee-lc ');
42 end
43
44 a- - s ttic f ilIe i nfo rmia t ion
45 out. ByteOrder = fread (fd , 1, ushort
46 out.VersionNum = fread (fd , 8 , '* chart  )
47 if -any(strcmp(out.VersionNum ,{ 'WNI#001 ;:WN1#002'; :Nnl#003
48 fcIlose (fd);
49 error ( 'File " cs" is not a v alid FT't1 file ' fname)
50 end
51 out.NumDigitslnByteCount = fread (fd , 1, t char'
52 out.NumBytesToEOF = fread (fd , 1, long
53 out.NumBytesPerPoint = fread (fd , 1, t char
54 out.ByteOffsetToCurveBuffer = fread (fd , 1, 'long
55 out.HorZoomScale = fread (fd , 1, 'long
56 out.HorZoomPos = fread (fd , 1, float 32
57 out.VerZoomScale = fread (fd, 1,'double t '
58 out.VerZoomPos = fread (fd 1,' float 32
59 out.WaveformLabel = fread (fd 32 , char
60 out.N = fread (fd 1, ' ulong
fread ( fd, 1 , 'ushort ' );
headel
out.SetType
out.WfmCnt
jnk
out.DataType
jnk
out.numReqFrames
out.numAcqFrames
switch out.VersionNum
case { i':nl#002' ':Th#003'}
fread(fd, 1, 'int '
fread ( fd, 1, 'ulong'
fread (fd 36, uchar
fread (fd , 1, 'int
fread (fd 20, 'uchar
fread (fd , 1, ulong
fread (fd, 1, 'ulong'
) kip1 t hee for ow
Skip t hese for now
fread (fd , 1, ' usliort '; Skip t hese f ori now
fread (fd ,12 , 'uchar ' ) X, Skip these for iow
F <pl i it Dimenisiion I 2
n=1:2
s.DimScale
s. DimOffset
s.DimSize
s. Units
s.DimExtentMin
s.DimExtentMax
s.DimResolution
s.DimRefPoint
s.Format
s.StorageType
jnk
s. UserScale
s. User Units
s.UserOffset
switch out.VersionNum
case ' :NV #003'
s.PointDensity
otherwise
s.PointDensity
end
s.HRef
s.TrigDelay
out.ExplicitDimension (n)
m plicit Dimtte sioii 1/2
n=1:2
s.DimScale
s.DimOffset
s.DimSize
s.Units
jnk
s.DimResolution
jnk
s.UserScale
s.UserUnits
s. UserOffset
switch out.VersionNum
case ':AMI#003'
s.PointDensity
otherwise
fread (fd, 1, 'double );
fread (fd , 1 double
fread (fd, 1, ulong );
fread (fd ,20, '*char );
fread (fd, 1 'double');
fread (fd, 1 'double)
fread (fd, I 'double);
fread (fd , 1 double )
fread (fd, 1 int
fread (fd l int
fread (fd 20 uchar
fread(fd , 1 double);
fread (fd ,20, '*char ' );
fread (fd, 1, 'double);
fread (fd, 1 'double);
fread (fd 1, 'ulong ');
fread (fd
fread (fd
= ;
1, ' double ') ;
1, 'double')
fread (fd, 1, 'double );
fread (fd , 1,' double )
fread (fd, ulong );
fread (fd 20, '*char )
fread (fd 16 ,uchar ' ) ; skip these for now
fread (fd , 1 double);
fread (fd 12, uchar ') ; Skip 1 t hes - e fori now
fread (fd , 1, 'double );
fread (fd 20, '+char ')
fread (fd, 1 'double);
fread (fd 1, 'double';
-r -o
61 out.HeaderSize
S k ip t h1e"se f or now-,
]
s. PointDensity
end
s.H Ref
s.TrigDelay
out. Implicit Dimension (n)
end
"---Tim 13ase 1 /2 1nuformt i44on
s = ]
for n =1:2
s. RealPointSpacing =
s. Sweep
s.TypeOfBase
out.TimeBase(n) = s;
end
-\\TA1 U pdate 4 pee
jnk
-\"I ('urve I 11 for, 11a t i n
jnk
PrechargeStartOffset
DataStartOffset
Post charge S tart Offset
PostchargeStopOffset
End 0 fC urve Buffer Offset
fread ( fd , 1, ulong ' );
fread(fd, 1, 'double')
fread (fd , 1,' double')
S;
fread(fd, 1, 'ulong' );
fread(fd, 1,'int'
fread(fd , 1,' int
fread(fd,24, 'uchar'); ' kip the](se f1or now
fread (fd ,10 , 'uchar');
fread(fd, 1, 'ulong'):
fread(fd, 1, 'ulong');
fread(fd, 1, 'ulong')
fread(fd, 1, 'ulong'):
fread (fd , 1, 'ulong
Skip the e for now
out.CurveSizeInBytes = PostchargeStartOffset - DataStartOffset
out.CurveSize = out. CurveSizelnBytes / out.NumBytesPerPoint
Fa sr FF1.14 1 441ram4e
if out.N > 0
WXe are' dealing With fast fram4es
fseek(fd, out.N * 24, ' cof');
Initial
i
ze data and o ffset v a r i able 1
outdata = zeros ([out.numAcqFrames out.CurveSize})
buffer-offsets zeros ( [out.numAcqFrames 2])
buffer-offsets (1 ,1) DataStartOffset ;
buffer-offsets (1 2) EndOfCurveBufferOffset PostchargeStartOffset
SLoop th ro 4 ulglh and4 geI t o4f1f s t i1n formt I o for aill of tI he frI m1eI-s S1o re
S nfo so we k n4w 1 1I1114 h n tec s t o s ki i n be tw %een1 fram I4e1 s
for i=2:out.numAcqFrames
jnk
PrechargeStartOffset
DataStartOffset
PostchargeStartOffset
PostchargeStopOffset
EndOfCurveBufferOffset
fread (fd 10 'uchar');
fread ( fd , 14 'ulong
fread(fd, 1ulong');
fread (fd, 1, 'ulong'):
fread(fd, 1ulong'):
fread (fd, ulong');
buffer offsets(i 1) DataStartOffset;
buffer _offsets (i 2) EndOfCurveBufferOffset - PostchargeStartOffset
end
W Now\ goi the cur vebuffer and ext1rac1t a1 l tie fram1es
for i=1:out.numAcqFrames
183 jnk = fread(fd ,buffer offsets(i 1), uchar )
184 switch out.NumBytesPerPoint
185 case 1
186 y = fread(fd ,out.Curveize , int8 );
187 case 2
188 y = fread (fd , out.CurveSize 'int16')
189 end
190
191 outdata ( i ) (out.ExplicitDimension (1 ,) DimOffset) + ( out.ExplicitDimension (1 1
.DimScale)*double(y)
192
193 jnk = fread(fd , buffer _offsets (i ,2) uchar )
194
195 end
196
197 t = out.ImplicitDirmension (1 ,1) DimOffset + out .ImplicitDimension (1,1) DimScale (1:
out.CurveSize);
198 out.descript. Fs = 1/out.ImplicitDimension (1,1) DimScale
199 out descript .Ts = out ImplicitDimension (1 1) DimScale
200 out-descript.N = out.CurveSize ;
201 out descript.byte = out.NumBytesPerPoint
202 timedata = t
203
204 else
205 - urve Buffer . io fast firam
206 jnk = fread (fd DataStartOffset uchar ') ; 'kip prctharge
207
208 if nargin<3
209 data-start 1;
210 data-stop out.CurveSize;
211 end
212 switch out.NumBytesPerPoint
213 case 1
214 if data-start > 1
215 n irk fread(fd .data stait -1 its )
216 fseek(fd , data-start -1, cof )
217 out.CurveData = fread ( fd ,data-stop-data-start +1,* int8 )
218 else
219 out.CurveData = fread (fd ,data-stop , ' int8
220 end
221 case 2
222 if data-start > 1
223 01it ( urveData fread ( t dita start I 'int 16
224 fseek (fd , (data-start -1)*2, 'cof');
225 out.CurveData fread ( fd , data-stop-data-start +1, i nt 16 ')
226 else
227 out.CurveData fread ( fd data-stop int 16 i)
228 end
229 end
230
231 y = ( out.ExplicitDimension (1,1) DimOffset) + ( out.ExplicitDimension (1,1) DimScale) *double
out.CurveData);
232 t = out.ImplicitDimension (1 ,1) DimOffset + out. ImplicitDimension (1,1) DimScale (data-start
: data-stop ) ;
233 out-descript. Fs 1/out.ImplicitDimension (1,1) DimScale
234 out-descript.Ts out.ImplicitDimension (1,1) DimScale
235 out-descript.N out.CurveSize ;
236 out-descript.byte = out.NumBytesPerPoint;
237 outdata y;
238 timedata t;
239
fclose (fd)
'/,EDirnOffset
E Cur veD at a
WI DirnOffset
% I DiScale
outitEx1i Ditini ( I .) DiinOffset
out Explicit Diinension (I .I) DitnScale:
out.Jurve-Dat a ,
o ut .ltinp 1i c it D itnens i oni ( I . 1 ) Din10ffse t
onitt . Int 1lic(it D)i in ins ion ( i . I ) D intiS calIe
2 1 1 x ed fr I uie cyI -an ia I mi ii
4 llIecct Iata
5 clear all ; ce
6
7 4 Subject niumber, date , 111 and J(1C sequence w nu be of datIa t o pl o t
8 subj-num '0008
9 date = '4/8/09;
10 seq-num = 8;
11
12 Base fonit size f o i plot,
13 fsize = 17;
14
15 ' Read in data
16 [accel-data, ecg-data, amp-data, phase-data t] get data(subj-num, date, seq-num);
17
18 Do processing
19 num-coef 1000;
20 nyquist 5000;
21
22 1t I I Cent "r a l' om11 te vlueS fo f Ilt C T n11g
23 accel-mean = mean( accel-data);
24 accel = accel-data - accel-mean;
25 Convert to meters-/'s 2
26 acce I is in It's : data sheet says 1 2 \ g, g- 9 8 nm/s 2
27 accel = accel (1/1.2) * 9.8;
28
29 C eiter erg c4 lvalu for filteI lilg
30 ecg-mean = mean(ecg-data):
31 ecg = ecg-mean - ecg-data
32
33 Center amphllitute va lues for filt ri n g
34 amp-mean = mean(amp-data) ;
35 amp = amp-data - amp-mean;
36
37 -Subtract lout coiist ant phase chainge
38 Estinage slIope by taking meani of dff Onl1 look at everythlng after
39 first sc(I on d 1 111 (ic i n i a I data i s o(ft n 1 1 u uSIl
40 slope = mean( diff (phase-data (2* nyquist :end)));
41 1% Calculate I iline with thIat slope tlat ru1ns thtiougli firs-t data point
42 line-data slope *(1: length ( phase-data)) ' slope + phase-data (1);
43 ' h Subtract linI from phase to give
44 phase-nl = phase-data - line-data;
45 ',7 Center phase valuies for filte rinig
46 phase-mean = mean(phase-nl);
47 phase-nl = phase-nl - phase-mean;
48
49
50 M ake FIR filter coeffici ents for diffe etit filtcrs
51 b-1 = fir1 (num coef, 30/ nyquist);
52 [z,p,k] = butter (2, 0.5/nyquist high ')
53 [sos g] = zp2sos(z,p,k);
54 h_05-HP = dfilt.df2sos (sos ,g);
55 [z,p.kJ = butter (8, 1/nyquist , high
56 [sos ,g] = zp2sos(z,p,k);
57 h-2_HP = dfilt.df2sos (sos ,g)
58
59 % 0 . Hz higIh pass fi ter thase aiiI rIr
60 f-phase-1 = filter (h_05_HP, phase-nl);
61 f-amp_1 = filter (h-05-HP, amp);
100
62
63 Lox pass filte a II chan ni l I with 30 Hz LP I I e
64 f accel 2 = filter (b_1, 1, accel)
65 f-ecg_2 = filter (b- 1. ecg);
66 f-amp_2 = filter (b_1 1, f-amp-1)
67 f-phase_2 = filter (b_1, 1, f-phase_1);
68
69 4 Double integrat acx and flt Ie
70 f-accel_2 cumsum(cumsum( f-accel 2));
71 f-accel.2 filter (h_2-HP f-accel_2);
72
73
74
75 I ot ies ilts
76 4 N ornaize c ha nIn s for pltti ng oni a i- to I axis
77 f-ecg_2 = fecg_2 + ecg-mean;
78 f-amp_2 famp_2 + amp-mean;
79 faccel -2 = f-accel_2 * (1/(2*nyquist)) ^2;
80 f-phase-2 = f-phase_2 + phase-mean;
81
82 ecg-max = max(f-ecg-2(nyquist*6:enid));
83 accel-max = max(f-accel_2(nyquist *6:end))
84 amp-max = max(f-amp_2(nyquist *6:end) ) ;
85 phase-max = max(f-phase_2 (nyquist *6:end))
86
87 ecg-min = min( f-ecg-2 (nyquist *6:end))
88 accel-min = min( f-accel_2 ( nyquist *6:end))
89 amp-min = min(f-amp_2(nyquist *6:end));
90 phase-min = min( fphase-2 (nyquist *6:end));
91
92 ecg-scale = 2 / (ecg-max ecg-min);
93 accel-scale = 2 /(accel-max - accel-min)
94 amp-scale = 2 / (amp-max - amp-min) ;
95 phase-scale 2 / (phase-max - phase-min);
96
97 ecg-tran = 1 (ecg-max * ecg-scale);
98 accel-tran = 1 - (accel-max * accel-scale);
99 amp-tran = 1 - (amp-max * amp-scale);
100 phase-tran 1 - (phase-max * phase-scale);
101
102 fLaccel-norm ( f-accel.2 * accel-scale ) + accel-tran
103 fLecg-norm = (f-ecg_2 * ecg-scale) + ecg-tran ;
104 f-amp-norm = (f-amp_2 * amp-scale) + amp-tran;
105 fLphase-norm =( fphase_2 * phase-scale ) + phase-tran;
106
107 ecg-step = (ecg-max - ecg-min) / 4;
108 accel-step = (accel-max - accel-min) / 4;
109 amp-step = (amp-max - amp-min) / 4;
110 phase-step = (phase-max - phase-min) / 4;
111
112
113 X Plot four channels in sam windowx
114 figure('Color ' ,'w');
115 axes( 'position ' ,[.1 .7 .8 .21)
116 axis ([0 10 -1.05 1.1]) ;
117 set (gca 'ytick ',[-0.5 0.51, 'ytic klabel ' ,[sprintf ('%12.2g V', ecg-min+ecg-step); sprintf ('%12
.2g V' , ecg-max-ecg-step ) ] , ' ycolor 'b , xtick ' ] , xcolor , 'w' , FontSize , fsize -4);
118 ylabel ('ECG' ,'FontSize ',fsize
119
120 axes( 'position [ .1 .5 .8 .2]) ;
121 axis ([0 10 -1.05 1.05]);
101
122 set (gca , ' ytick ' [-0.5 0.5] , ' yticklabel ' ,[ sprintf( '%12.2e meters', accel-min+accel-step ) ;
sprint f ( '%12.2e imeters ' , accel-max-accel-step)] , ' ycolor' , ' r , 'xtic k ,] , 'xcolor ', 'w
FontSize ' , fsize -4);
123 ylabel ( ' Acceleromete r 'FontSize ', fsize
124
125 axes( 'position ' ,.1 .3 .8 .2]);
126 axis([0 10 -1.05 1.05]);
127 set (gca , ytick ' [-0.5 0.5], 'yticklabel ' ,[sprintf( '%12.2e Vpeak', amp-min+amp-step) ; sprintf(
%12. 2e Vpeak ' ,amp-max-amp-step)] , ' ycolor ' [0 0.5 0] , ' xtick ' ,[] , ' xcolor ' , 'w' , 'FontSize
fsize -4) ;
128 ylabel ( ' Radar Amplitude' 'FontSize ' , fsize
129
130 axes( 'position' ,[.1 .1 .8 .2]);
131 axis ([0 10 -1.1 1.05 ]);
132 set (gca ' ytick ' ,[-0.5 0.5] ' yticklabel ' ,[ sprintf( '7,12. 2 g radians' phase-min+phase-step)
sprintf( ''c12.2g radians'. phase-max-phase-step)] 'ycolor ' [0 .75 0 0.75], 'Color' 'w'
FontSize ',fsize -4);
133 ylabel ( 'Radar Phase ' , ' FontSize ' fsize
134 xlabel ('Time (s) ','FontSize ' fsize
135
136 axes] 'position '[.1 .1 .8 .8], 'FontSize' fsize -4);
137 hold on;
138 plot(t, f-ecg-norm , 'b
139 plot (t , f-accel-norm - 2.1 , ' r '
140 plot (t , f-amp-norm - 4.2 , ' Color' , [0 0.5 0]);
141 plot (t , f-phase-norm - 6.3 , ' Color ', [0 .75 0 0.75]);
142 ]pks , locs = findpeaks (f.ecg-norm (num-coef: end) 'minpeakheight', 0.5, 'minpeakdistance', 0.3
*10000) ;
143 locs = locs + num-coef;
144 line ([t(locs); t(locs)], ones(1, length( locs ))*-7.4; ones(1, length( locs))*1.1], 'LineStyle',
, Color', 'k');
145 hold off;
146
147 axis ([0 10 -7.4 1.1]);
148 set (gca ' ytick ' [] , ' xtick ' ,[] , ' Color ' , 'none')
149 legend) 'ECG' , ' Accel. ' 'Radar Amp. ' 'Radar Phase ' , ' Location ' , 'SouthWest ');
150
151 title ({ 'ECG, accelerometer , and radar data']; [subj.num, ' #', int2str (seq-num) ]},'FontSize'
fsize , ' FontWeight ' , 'bold ' );
102
103
2 % et idata im
4 function [acc-data , ecg-data , amp-data , phase-data , t] get-data (subject-num , date
sequence-num)
5 Pirc late
6 [month, remain] = strtok(date , /')
7 [day, remain] = strtok(remain, '/
8 year = strtok(remain);
9
10 4 Ass ume data is tored in folder alle
d  Subject Ita iI the curren
11 , irectorv
12 file-name = [ 'Subject Data\ ' , subject-num , '\JPL ' , subject-num , , month, , day.
year (2: end) '_', num2str( sequence-num ) , '.mat'];
13
14 A smitre data iis alread been comii pressed into il it file If nf t us
15 % opesdpm
16 load( file-name);
17
18 , Hiad in data from i r im ture
19 acc-data = data-save.acc-data
20 ecg-data = data-save.ecg-data;
21 amp-data = data-save.amp;
22 phase-data = data-save.demod
23 t = data-save.t ;
2 10compres s1 -pm
4 function [] compress-dop (folder , subject-num, date , sequence-num, fs _eff
5
6 1 P dA te
7 [month, remain] strtok(date,
8 [day, remain] = strtok (remain, '/
9 year strtok (remain);
11 Open erg and acceleromte'r waveforms for
12 f-ecg = [folder , '\JPL ', subject-num
sequence-num) , '_ECG.wfm ' ] ;
13 f-acc = [ folder , '\JPL_ ' , subject-num ,
sequence-num) , ' ACC.wfm ' ] ;
14 f-save = [folder '\JPL , subject-num
sequence-num) , ' .mat
mon) ocs sin g )
month, '_ , day, , year(2:3), ' , num2str(
month, ' , day, ' , year(2:3) , ' , num2str(
_', month , '', day , '', year (2:3) , *-', num2str (
15
16 1, e ifo about waveforms
17 [info , jnk1, jnk2] = wfm-ascii.dpo(f-ecg , 1, 1);
18
19 total-length round(info.N);
20 sample-rate round(info.Fs);
21 rms-length round(info.Fs / fs-eff);
22 max-read-size = le6;
23
24 ( Iitialize variables
25 data-save.ecg-data zeros({round( total-length /rms-length)
26 data-save.acc-data zeros ([round(total-length/rms-length)
27 samples-per-read = floor (max-read-size / rms-length);
28 read-size = samples-per-read * rms-length;
29
30 X Conpute ph1ase and amplitude using FM_Dem>od 1 ou0tin e
31 [data-save.amp , data-save.demod] = FMDemod( folder , subject
rms-length total-length , sample-rate);
1]);
1]);
num , date , sequencenum,
oWindo and 1o:pute mean of E1(Gt and A/' waveform
for i=1: ceil (tot al-length /read-size )
'_ Ge ( arge s;((egmlent of data
[jnkl , outdata-ecg, jnk2] =
[jnk1, outdata-acc , jnk2] =
wfm-ascii-dpo(f-ecg , (i -1)*read-size + 1, i*read-size);
wfm-ascii-dpo(f-acc , (i-1)*read-size + 1, i*read-size);
W Loop over each window
for j 1: samples-per-read
If we 've reachled the end. dtone
if (((i-1)*read-size + j*rms-length) > total-length)
break
end
% For each window , omnpute thIe mean~ of the vaiIlues inl thle wvindow and
'X make that onle data poit fori the outpuit
data-save.ecg-data((i-1)*samples-per-read + j) = mean( outdata-ecg ((j -1)*rms-length +
1: j*rms-length));
data-save.acc-data((i-1)*samples-per-read + j) = mean( outdata-acc ((j -1)*rms-length +
1:j*rms-length));
end
disp ([folder , '\JPL ', subject-num , '_ ' , month, '_ ' , day, '_', year (2: end) , ' ', num2str(
sequence-num) , ' ', num2str(i), '/', num2str(ceil(total-length/read-size))]) ;
104
47
48
49
50
51
52
53
54 end
55
56 Conipute vector of time in0lices
57 data-save.t = (1: length (data-save.ecg-data) )((total-length / sample-rate) / length(
data-save.ecg-data))
58
59 diav ata xe'e caIcuilted iint nit filte
60 save( f-save ' ata-save ' ) ;
105
2 F\1 Deniod.m
4 function [amp, demod] FMDemod( folder subject-num, date, sequence-num, avg-points
record-length , sample-rate)
5 Initialize virialble.
6 filt-length 1000;
7 seg-length le6;
8 tot-length seg-length + filt-length
9 unwrap-cutoff = 0.5;
10 A = 5000;
11
12 ' Paare date aild icoipute string of tadat wavformn filI
13 [month, remain] = strtok(date, '/');
14 [day, remain] = strtok(remain,
15 year strtok(remain);
16 fname [folder , '\JPL ' , subject.num , ' ' , month, ' ' , day, ' ' , year (2:3) , ' ' , num2str
sequence-num ) , '_RDR.wfm '
17
18 ' Read i l I inrge segment af data aid iopute fft
19 [temp-data , data-fft , temp-data2] = wfm-ascii-dpo(fname, 1, 25e6);
20 data-fft = abs(fft (data-fft));
21 ',% Max frequency in first half of fft imut he ceintet friquienic N
22 [tempdata, loc] = max( data-fft (1: floor (length( data-fft /2))));
23 RF-freq = loc * (sample-rate / length( data-fft
24 clear data-fft
25
26 % Cutoff for lowpias filte
27 f-cutoff = max(RF-freq / 2, A);
28
29 ' Iiitialize vaiabI a es
30 outdata = zeros ([ tot-length 1])
31 I = zeros ([ tot-length 1]);
32 Q = zeros ([ tot-length 1]) ;
33 cosData = zeros ( [ segflength 1])
34 sinData = zeros ([seg-length 1])
35 demod-full = zeros ([ seg-length 1])
36 demod-unwrap = zeros ([seg-length 1])
37 demod = zeros ([record-length / avg-points 1])
38 amp = zeros ([ record-length / avg-points 1])
39 last-demod = 0;
40 base = 0:
41
42 ( i Compute low pass filter coeffictiits
43 b fir1(filt-length , f-cutoff/(sample-rate/2));
44 b2 fir (filt-length , [( RF-freq - A)/(sample-rate/2) (RF-freq + A)/(sample-rate/2)])
45
46 Break data upl into large segnents , rcad thein inl one- by one. and copute
47 4 the phase and amplitude foi each point
48 for i =1: floor ( record-length /seg-length
49
50 '7 Read iti siogtneiits froii vxwax file
51 [temp-data, outdata(filtflength+1:end) , temp-data2] = wfm-ascii-dpo(fname, (i-1)*
seg-length + 1, i*seg-length);
52 ' filter data and Store enid of data egniit to appeud to next data
53 ' segment
54 outdata-f = filter (b2, 1, outdata);
55 outdata (1: filt length) outdata(end-filtflength +1:end)
56
57 Miltiplx bv sine and cosin e waves
58 cosData(: 1) = cosd(RF-freq*360*((1/sample-rate)*((i-1)*seg-length+1:i*seg-length)))
106
59 sinData (: ,1) = sind(RF-freq*360*((1/sample-rate) *(( i -1)*seg-length+1: i*seg-length))).
Lni pa s filti oitplit of nixin g
I( filt length +1:tot-length) = outdataf( filt length +1:end) * sinData
Q( filt-ength +1:tot length) = outdataf( filt length +1:end) . cosData
I f = filter (b, 1, I);
Q_f = filter (b, 1, Q);
1(1: filtl ength) I(tot-length -filt-length+1:tot-length);
Q(1: filt length) Q(tot-length -filtlength+1:tot length);
69 C ('ompute phase by taking iiin lier tingent
70 demod-full(1:seg-length) = atan(Q-f(filtflength+1:tot-length)
tot-length) );
/ -f ( fi lt-length +1:
72 l)et- I a phase di Co I ni it I b -'et ween i sgIIm t
73 if ((demod-full(1) - last-demod) > unwrap-cutoff)
74 base = base - pi;
75 elseif ((last-demod - demod-full (1)) > unwrap-cutoff)
76 base = base + pi
77 end
78
79 hAdd irret I ulti pl of pi froim p1rev'io us piase iinvr ap ping
80 demod-unwrap(1) = demodfull(1) + base;
81
82 lDtect phase juips byi taking fir t and second derivative s and iake
83 3 Ure these phase jumip,, are isolated from anY other similar jumrips
84 demod-diff = diff(demod-full);
85 demod-diff_2 [pi; diff(demod-diff)];
86 demod-diff.3 -[diff(demod-diff); pi];
87 cut-greater (demod-diff > unwrap-cutoff);
88 cut-lesser (-demod-diff > unwrap-cutoff);
89 diff2_greater (demod-diff_2 > unwrap-cutoff);
90 diff2_lesser (-demod-diff_2 > unwrap-cutoff);
91 diff3_greater (demod-diff_3 > unwrap-cutoff);
92 diff3-lesser (-demod-diff-3 > unwrap-cutoff);
93 base-minuspi= (cut-greater & diff2_greater & diff3-greater);
94 base-plus-pi (cut-lesser & diff2_lesser & diff3-lesser);
95 base-vector cumsum( base-minus-pi*-pi + base-plus-pi*pi
96 demod-unwrap(2:end) = demod-full(2:end) + base-vector + base;
97
98 Keep track of varial s for next s egmient
99 base = base-vector(end) + base;
100 last-demod = demod-full (length( demod-full))
101
102 \indow datai and averi-cage to forim outpit data points. Alsio comipute ind
103 % windtow\ amplitulde uising 1,Q, and the calculated phase
104 for j=1:(seglength / avg-points)
105 demod((i-1)*(seglength / avg-points) + j) = mean(demod-unwrap((j-1)*avg-points + 1:j-
avg-points ) ) ;
106 amp(( i -1)*(seg-length / avg-points) + j) = mean(( Q-f( filt-length +(j -1)*avg-points+1:
filt-length+j*avg-points)./sin(demod-unwrap((j-1)*avg-points + 1:j*avg-points))) +
(If (filt length+(j -1)*avg-points+1: filtlength+jsavg-points). /cos(demod-unwrap((
j-1)*avg-points + 1:j*avg-points))));
107 end
108
109 Pr in mess age to indicate how far into the demodulation process we are
110 sprintf('%d/%d\n', i, floor (record-length/seg-length))
111 end
107
108
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date will result in the automatic suspension of the approval of this protocol. Information collected following
suspension is unapproved research and cannot be reported or published as research data. If you do not wish
continued approval, please notify the Committee of the study termination.
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1. Overview of changes
On 7/18/2008 the MIT COUHES board approved for human subject testing an Ultra-
wideband radar system designed to interrogate a human subject and detect modulations
caused by the subjects respiration and heart beat. In order to compare data from the
previously approved UWB system with data from a more traditional radar, it is desired to
collect data with human subjects using a fixed frequency transmitter and a different
receiver structure. The only changes affecting the system from a human subject testing
perspective is the change from an UWB transmitter to a fixed-frequency, microwave
transmitter. The power levels with the fixed-frequency setup are even lower than those
employed in the UWB transmitter and far well below all maximum-permissible exposure
standards. Given the low impact these changes have on safety for the human subject, an
expedited review is requested so that testing may begin as soon as possible.
2. Overview of experiment
In order to develop the signal processing algorithms, data must first be collected. For this
project, the data will consist of the electromagnetic reflections off of a human subject
from an ultra-wideband radar system. Electrocardiogram (ECG) and possibly impedance
cardiogram (ICG) data will also be collected from the human subject using commercial
monitoring equipment. The ECG and ICG data will provide a point of comparison
between the ultra-wideband radar system and "true" data.
3. Explanation of technology
Ultra-wideband (UWB) radar is different from conventional Doppler radar in a number of
ways. Conventional radar emits electromagnetic radiation at a fixed frequency and
gathers information from the phase change caused by the targets motion. UWB radar, on
the other hand, emits a very brief pulse of energy many times a second. The brief pulse
translates to a very broad frequency spectrum. However, the amount of power at any one
frequency in the spectrum is very low. This broad frequency spectrum gives UWB radar
unique characteristics including improved penetration of a wide range of materials. Its
low average power prevents it from interfering with other electrical equipment and makes
it completely safe.
Narrowband System Ultra-wideband 
System
V ime 
Time
Bandwidth - 30 kHz
0 Bandwidth =several GHz
Frequency Frequency
4. Description of test setups
There are two test setups. One is a conventional radar, while the other is an UWB radar.
There are two components to the UWB testing setup. The first is the UWB radar
collection system. The second is the medical ECG and ICG monitors and the
accelerometer. These monitors will be used in the conventional manner and pose no risk
to the subject. Because the investigator who will be working with the human subjects
(Jonathan Burnham) is a male, only male volunteers will be used in the study to avoid
any issues with placing ECG electrodes on the subjects' chest.
The UWB radar system consists of a transmitting and receiving section, all under the
control of a computer. The transmitting section consists of the 10,060A pulse generator
from Picosecond Pulse Labs connected to a high-bandwidth horn antenna. The pulses
will be broadcast over the air and reflect off of the human subject. The returning pulses
will be modulated by the subjects' physiological activity and picked up by a second horn
antenna. The received signal will be amplified by a broadband, low-noise amplifier
(LNA) and then digitized by a high-speed oscilloscope
The conventional system will use the same ECG/ICG and accelerometer, but instead of a
pulse generator as the transceiver, a 2-20 GHz signal generator will be used. On the
receiving section, a spectrum analyzer and external down mixing components (not
shown) will be used in between the receiving horn antenna and the oscilloscope.
A diagram of both setups is shown below
Ultra-wideband Systemyste
UWB Radar Setup
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5. Outline of experiment
a) ECG/ICG electrodes will be mounted on chest and/or appendages of subject
b) Accelerometer board will be mounted on chest of subject
c) Data will be collected with UWB or fixed frequency radar system and ECG/ICG
monitors for 1-3 minutes
d) Position of subject relative to antennas will be altered
a. Angle of antennas to plane of chest will be varied ± 180 degrees
b. Distance from subject to antennas will be varied between 0-10 meters
e) Data will again be collected with UWB or fixed frequency radar system and
ECG/ICG monitors for 1-3 minutes
f) This will be repeated until range of angles and distances is met
g) Experiment may be repeated for other radar setup
a. Subject will be tested for no longer than 30 minutes in total
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5. Analysis of risk to subject - UWB radar
The transmitting section of the UWB radar is the only portion of the test setup that
presents any kind of risk to the human subject. The 10,060A Pulse Generator (data sheet
attached) will be configured for different voltage settings and pulse widths, but the worse
case settings are as below:
Max Amplitude: 10V
Max Pulse Width: 10 ns
Min Rise Time: 55 ps -> (bandwidth ~ 0-18.2 GHz)
Max repetition rate: 100 KHz
Output Waveform: Impulse
The source impedance is 50 Q and will be fed into a matched antenna, so the peak power
output from the system is 2 W. The smallest 1-18 GHz horn antenna seen to date
measures 84x80 mm at its front, so if the horn antenna were able to focus all of the
available power into this aperture, the peak power density at the opening would be:
2 W
= 297.62 W/m 2
0.084 m X 0.080 m
The peak electric-field strength is therefore:
Epgak = #377 X 297.62 = 334.97 V/rn
The maximum energy density during any 10 ms interval is:
S(t) dt = 297.62- X 10ns X 100KHz X 10 ns = 0.00298
According to the IEEE Standardfor Safety Levels with Respect to Human Exposure to
Radio Frequency Electromagnetic Fields, 3 kHz to 300 GHz (C95.1-2005), the maximum
permissible peak-electric-field strength is 100 kV/m and the maximum permissible peak
energy density for an uncontrolled environment is 720 J/m2 in the 100-400 MHz range
(according to my interpretation, it is higher at other frequency ranges). As we can see,
the peak electric-field strength and energy density for the proposed system falls far under
the maximum permissible levels.
The above maximum permissible levels are for pulsed RF signals, however the repetition
rate of the proposed system exceeds the maximum rate for the pulsed calculations. Using
normal averaging time calculations, the average power density is:
W
=297.62 W X 10 ns X 100 KHz= 0.298-
This is once again far smaller than the maximum permissible average power of 2 W/m 2
in an uncontrolled environment as stated by the IEEE standard for the frequency range
from 100-400 MHz (again, according to my interpretation, other frequency ranges have
even higher maximum permissible average powers).
6. Analysis of risk to subject -fixed-frequency radar
The transmitting section of the radar will use an oscillator operating at 0 dBm (1 mW)
with a frequency anywhere between 2-18 GHz. At 2 GHz, the IEEE maximum
permissible exposure for an unregulated environment is 1.33 mW/cm 2 [1]. The oscillator
will connect to a horn antenna and transmit the signal toward the human subject. The
horn antenna will diffuse the RF energy significantly, but even if it did not and focused
all the radiation on to a single square centimeter, the setup would still be under the 1.33
mW/cm 2 limit listed above. At higher frequencies the maximum permissible exposure
limit is even higher.
A more substantive analysis of the emitted power of the setup would be to consider the
gain of the horn antenna. The horn antenna that will be used has a maximum gain of 17
dB (measured at 1 meter) and is 15 cm deep. Antenna gain is defined as
power boresight
g ain = power isotropic
To estimate the power per cm 2 delivered to the subject standing right next to the horn, we
multiply the isotropic power over 1 cm 2 by the gain. Even though the user would be in
the near field of the antenna and the equation above is valid only for the far field, this
approach is conservative because the power in the near field can only be less than the
power calculation using far field equations. [2] Using far field equations, the isotropic
power from 1 mW at a distance of 15 cm is
Isotropic Power = ,mW/ 2 = 0.354 /4r15' c cm'
Multiplying this by the gain factor of the horn antenna gives:
17 dB
Absorbed Power = 0.354 LW/ 2 * 10 10 17.73 //Cm /Cm
As we can see, this is far under the exposure limits set by the IEEE or any other current
standard.
4. Conclusion
As shown above, the proposed experiment poses virtually no risk to the human subject.
Based upon the low power of this system and the use of reliable commercial equipment, I
request that this study be granted expedited approval for human subject testing as
described.
[1] IEEE Std C95.1, 1999 Edition, IEEE Standard for Safety Levels with Respect to Human Exposure to
Radio Frequency Electromagnetic Fields, 3 kHz to 300 GHz
[2] Military EW Handbook,
http://www.phys.hawaii.edu/~anita/web/paperwork/currently%20orafanizing/Military%/ 20EW%20%/o2OHan
dbook%20Excerpt/antnrfld.pdf
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